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NEW YORK STATE DEPARTMENT OF HEALTH
ENVIRONMENTAL LABORATORY APPROVAL PROGRAM
Proficiency Test Report
Lab id: 11642 USGS NATIONAL WATER LAB Shipment Date  : 07-Oct-2002
POB 25046-MS 407-BLDG 95 Closing Date : 21-Nov-2002
EPA Lab Code; DENVER, CO-80225-0046 Score Date - 04-Dec-2002
CO00009 (303) 236-2000

Director: MR. GREGORY MOHRMAN

This report may contain data that are not covered by the NVLAP accreditation.

= indicates NVLAP accredited analyte. Lab Code 200387-0. ELAP is an AZLA accredited Proficiency Testing Provider. Certificate Number 1785.01

Shipment: 257 Potable Water Chemistry
Analyte Name Units Sample Method Result  Mean/ Warning Acceptance Score

D Target Limits Limits
Sample: Potable Water Diquat
Diguat (as Diquat) ** ug/l 5710 EPA 5492 156 12 3.73-20.3 Satisfactory
EPA Code: 0137 13 passed out of 14 reported results.
Sample: Potable Water Metals
Arsenic, Total ** ug/L 5706 EPA 2009 92.3 89.6 78.8-101 Satisfactory
EPA Code: 0001 87 passed out of 94 reported results.
Barium, Total ** ug/lL 5706 EPA200.7 616 667 567 - 767 Satisfactory
EPA Code: 0002 87 passed out of 90 reported resutts.
BeryHium, Total ** ug/L 5706 EPA 2007 1.48 3.33 2.83-3.83 Unsatisfactory <==
EPA Code: 0141 67 passed out of 77 reported results.
Cadmium, Total ** ug/lL 5706 EPA200.9 9.99 10 8-12 Satisfactory
EPA Code: 0003 91 passed out of 95 reported results.
Chromium, Total ** ug/L 5706 EPA 2008 79.7 833 70.8-95.8 Satisfactory
EPA Code: 0004 89 passed out of 94 reported results.
Mercury, Total ** ug/L 5706 EPA2451 6.51 5 3.5-65 Unsatisfactory <==
EPA Code: 0006 86 passed out of 93 reported results.
Nickel, Total ** ug/l 5706  Method Not Not Unsatisfactory <==
EPA Code: NIA Specified Reported
No data was reported for this sample/analyte by this lab.
Lead, Total ** ug/L 5706 EPA 2009 52.8 50 35-65 Satisfactory

EPA Code: 0005

108 passed out of 113 reported results.
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NEW YORK STATE DEPARTMENT OF HEALTH
ENVIRONMENTAL LABORATORY APPROVAL PROGRAM

Proficiency Test Report

Lab Id: 11642 USGS NATIONAL WATER LAB Shipment Date 1 07-Oct-2002

POB 25046-MS 407-BLDG 95 Closing Date 1 21-Nov-2002

EPA Lab Code: DENVER, C0-80225-0046 Score Date - 04-Dec-2002
C0O00009 (303) 236-2000

Director. MR. GREGORY MOHRMAN

“* indicates NVLAP accredited analyte. Lab Code 200387-0. ELAP is an A2LA accredited Proficiency Testing Provider. Certificate Number 1785.01

This report may contain data that are not covered by the NVLAP accreditation.

Shipment: 257 Potable Water Chemistry
Analyte Name Units Sample Method Result Mean/ Warming Acceptance Score

ID Target Limits Limits
Sample: Potable Water Metals
Antimony, Total ** ug/L 5706 EPA200.9 426 383 26.8-49.8 Satisfactory
EPA Code: 0140 69 passed out of 74 reported resuits.
Selenium, Total ** ug/L 5706 EPA200.9 66.3 61.7 49.4-74 Satisfactory
EPA Code: 0007 86 passed out of 91 reported results.
Thallium, Total ™ ug/L 5706 EPA 2009 51 5 35-65 Satisfactory
EPA Code: 0143 69 passed out of 77 reported results.
Sample: Potable Water  Minerals
Nitrate (as N) ** mg/L 5702 EPA353.2 6.449 6.4 576-7.04 Satisfactory
EPA Code: 0009 90 passed out of 103 reported results.
Sample: Potable Water Mixed Esters
Di (2-ethylhexyl) adipate ** ug/L 5708 EPA525.2 276 20.3 8.28-32.4 Satisfactory
EPA Code: 0134 26 passed out of 27 reported results.
Bis(2-ethylhexyl) phthalate ** ug/L 5708 EPAS5252 58.3 453 19.7-70.8 Satisfactory

EPA Code: 0136

Sample: Potable Water

24-D*
EPA Code: 0015

Pichloram **
EPA Code: 0117

26 passed out of 27 reported results.

Mixed Herbicides

ug/L 5717 EPA 5151 3 326 16.3-489 Satisfactory
26 passed out of 31 reported results.

ugfl 5717 EPA 5151 49.6 48 DL-77.2 Satisfactory
28 passed out of 29 reported results.
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NEW YORK STATE DEPARTMENT OF HEALTH
ENVIRONMENTAL LABORATORY APPROVAL PROGRAM
Proficiency Test Report
Lab Id: 11642 USGS NATIONAL WATER LAB Shipment Date  : 07-Oct-2002
POB 25046-MS 407-BLDG 95 Closing Date - 21-Nov-2002
EPA Lab Code: DENVER, C0O-80225-0046 Score Date : 04-Dec-2002
CO00009 (303) 236-2000

Director: MR. GREGORY MOHRMAN

** indicates NVLAP accredited analyte. Lab Code 200387-0. ELAP is an A2LA accredited Proficiency Testing Provider. Certificate Number 1785.01

This report may contain data that are not covered by the NVLAP accreditation.

EPA Code: 0096

Shipment: 257 Potable Water Chemistry
Analyte Name Units Sample Method Result Mean/ Warning Acceptance Score

D Target Limits Limits
Sample: Potable Water  Mixed Herbicides
2,4,5-TP (Silvex) ** ug/L 5717 EPA515.1 713 72 36- 108 Satisfactory
EPA Code: 0016 29 passed out of 31 reported results.
Sample: Potable Water Mixed Pesticides Il
Alachlor ** ug/L 5707 EPA 507 7.49 8.16 449-118 Satisfactory
EPA Code: 0093 30 passed out of 32 reported results.
Atrazine ** ug/L 5707 EPA 507 18.14 19 10.5-276 Satisfactory
EPA Code: 0094 29 passed out of 32 reported results.
Simazine ** ug/L 5707 EPAS507 15.57 134 3.64-232 Satisfactory
EPA Code: 0113. 30 passed out of 32 reported results.
Sample: Potable Water Mixed Pesticides |
Endrin ** ug/L 5707 EPA508 2.76 3.33 233-4.33 Satisfactory
EPA Code: 0011 34 passed out of 35 reported results.
Hexachlorobenzene ** ug/L 5707 EPAS508 1.08 1.51 0.79-222 Satisfactory
EPA Code: 0172 29 passed out of 29 reported results.
Heptachlor ** ug/L 5707 EPA 508 2.83 3.94 217-5.71 Satisfactory
EPA Code: 0095 30 passed out of 31 reported results.
Heptachlor epoxide ** ug/L. 5707 EPA 508 121 1.57 0.864 -2.28 Satisfactory

30 passed out of 30 reported resulis.
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NEW YORK STATE DEPARTMENT OF HEALTH
ENVIRONMENTAL LABORATORY APPROVAL PROGRAM
Proficiency Test Report
Lab Id: 11642 USGS NATIONAL WATER LAB Shipment Date  : 07-Oct-2002
POB 25046-MS 407-BLDG 95 Closing Date 1 21-Nov-2002
EPA Lab Code: DENVER, CO-80225-0046 Score Date : 04-Dec-2002
CO00009 (303) 236-2000

Director: MR. GREGORY MOHRMAN

This report may contain data that are not covered by the NVLAP accreditation.

** indicates NVLAP accredited analyte. Lab Code 200387-0. ELAP is an A2LA accredited Proficiency Testing Provider. Certificate Number 1785.01

Shipment: 257 Potable Water Chemistry
Analyte Name Units Sample Method Result  Mean/ Warming Acceptance Score
ID Target Limits Limits

Sample: Potable Water Mixed Pesticides |
Lindane ** ug/lt 5707 EPA508 2.24 29 1.6-4.21 Satisfactory
EPA Code: 0012 34 passed out of 34 reported results.
Methoxychilor ** ug/L 5707 EPAS508 41.8 492 271-713 Satisfactory
EPA Code: 0013 34 passed out of 35 reported results.
Sample: Potable Water Microextractables

1,2-Dibromo-3-chleropropane ** ug/l 5722 EPA504.1 1.12 1.13 0.678 - 1.58 Satisfactory
EPA Code: 0045 42 passed out of 43 reported results.
1,2-Dibromoethane ** ug/L 5722 EPA504.1 1.06 1.03 0618 -1.44 Satisfactory
EPA Code: 0045 43 passed out of 43 reported results.
Sample: Potable Water  Volatile Aromatics

1,2,4-Trichlorobenzene ** ug/L 5721 EPA 5242 <2 <2 Satisfactory
EPA Code: 0076 79 passed out of 81 reported results.
1,2-Dichlorobenzene ** ugfl 5721 EPA524.2 <2 <3 Satisfactory
EPA Code: 0054 81 passed out of 82 reported results.
1,4-Dichlorobenzene ™ ug/L 5721 EPA5242 <.2 <2 Satisfactory
EPA Code: 0041 77 passed out of 81 reported resuits.
Benzene ** ug/l 5721 EPA524.2 2863 2.7 1.63-3.79 Satisfactory

EPA Code: 0039

80 passed out of 82 reported results.



Lab Id: 11642

EPA Lab Code:
CO00009
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NEW YORK STATE DEPARTMENT OF HEALTH
ENVIRONMENTAL LABORATORY APPROVAL PROGRAM

Proficiency Test Report
USGS NATIONAL WATER LAB Shipment Date  : 07-Oct-2002
POB 25046-MS 407-BLDG 95 Closing Date : 21-Nov-2002
DENVER, CO-80225-0046 Score Date : 04-Dec-2002

(303) 236-2000
Director; MR. GREGORY MOHRMAN

** indicates NVLAP accredited analyte. Lab Code 200387-0. ELAP is an A2LA accredited Proficiency Testing Provider. Certificate Number 1785.01

This report may contain data that are not covered by the NVLAP accreditation.

Shipment: 257 Potable Water Chemistry
Analyte Name Units Sample Method Result  Mean/ Warning Acceptance Score
ID Target Limits Limits
Sample: Potable Water Volatile Aromatics
Chiorobenzene ** ugfL 5721 EPAS5242 8.54 8.49 509-119 ‘Satisfactory

EPA Code: 0049

Ethyl benzene **
EPA Code: 0048

m-Xylene
EPA Code: N/A

o-Xylene
EPA Code: N/A

p-Xylene
EPA Code: N/A

Styrene **
EPA Code: 0053

Toluene **
EPA Code: 0047

Sample: Potable Water

1,1,1-Trichloroethane *™
EPA Code: 0036

1,1,2-Trichloroethane **
EPA Code: 0061

81 passed out of 82 reported results.

ug/L 5721 EPA 5242 548 523 3.14-7.32 Satisfactory
80 passed out of 81 reported results.

ugit 5721 EPA 5242 <5 <2 Satisfactory
78 passed out of 80 reported results.

ug/L 5721 EPAS5242 <.2 <2 Satisfactory
80 passed out of 80 reported results.

ug/l 5721 EPA524.2 6.5 6.38 383-8.93 Satisfactory
72 passed out of 80 reported results.

uglL 5721 EPA524.2 102 10 6-14 Satisfactory
80 passed out of 82 reported results.

ugfL 5721 EPA524.2 585 6.07 364-85 Satisfactory
81 passed out of 82 reported results.

Volatile Halocarbons

ug/lt 5720 EPAS524.2 <2 <2 Satisfactory
81 passed out of 82 reported results.

ugfL 5720 EPA524.2 6.54 6.36 382-89 Satisfactory
81 passed out of 82 reported resulis.
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NEW YORK STATE DEPARTMENT OF HEALTH
ENVIRONMENTAL LABORATORY APPROVAL PROGRAM
Proficiency Test Report
Lab Id: 11642 USGS NATIONAL WATER LAB Shipment Date  : 07-Oct-2002
POB 25046-MS 407-BLDG 95 Closing Date : 21-Nov-2002
EPA Lab Code: DENVER, CO-80225-0046 Score Date : 04-Dec-2002
C000009 (303) 236-2000

Director: MR. GREGORY MOHRMAN

** indicates NVLAP accredited analyte. Lab Code 200387-0. ELAP is an A2LA accredited Proficiency Testing Provider. Cerfificate Number 1785.01

This report may contain data that are not covered by the NVLAP accreditation.

Shipment: 257 Potable Water Chemistry
Analyte Name Units Sample Method Result Mean/ Warning Acceptance Score

ID Target Limits Limits
Sample: Potable Water Volatile Halocarbons
1,1-Dichloroethene ** ug/L 5720 EPAS524.2 <.2 <2 Satisfactory
EPA Code: 0034 80 passed out of 81 reported resulfs.
1,2-Dichloroethane ** ug/L 5720 EPAS524.2 6.34 5.94 3.56-8.32 Satisfactory
EPA Code: 0035 79 passed out of 82 reported results.
cis-1,2-Dichloroethene ** ug/L 5720 EPAS524.2 7.78 7.3 4.38-10.2 Satisfactory
EPA Code: 0043 78 passed out of 81 reported resulls.
1,2-Dichloropropane ** ug/lL 5720 EPAS524.2 3.78 3.72 2.23-521 Satisfactory
EPA Code: 0044 79 passed out of 82 reported resuits.
Carbon tetrachloride ** ug/L 5720 EPA524.2 4.37 3.9 2.35-547 Satisfactory
EPA Code: 0037 80 passed out of 82 reported resulfs.
Methylene chloride ** ug/L 5720 EPA524.2 18.4 18.4 14.7-221 Satisfactory
EPA Code: 0055 61 passed out of 82 reported results.
trans-1,2-Dichloroethene ** ug/L 5720 EPAS524.2 <.2 <2 Satisfactory
EPA Code: 0042 81-passed out of 82 reported resuls.
Tetrachioroethene ** ug/L 5720 EPAS5242 569 5.54 3.32-7.76 Satisfactory
EPA Code: 0040 81 passed out of 82 reported results.
Trichloroethene ™ ug/L 5720 EPA524.2 14.5 13.5 10.8-16.2 Satisfactory

EPA Code: 0038

77 passed out of 82 reported resulfs.
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NEW YORK STATE DEPARTMENT OF HEALTH
ENVIRONMENTAL LABORATORY APPROVAL PROGRAM
Proficiency Test Report
Lab Id: 11642 USGS NATIONAL WATER LAB Shipment Date  : 07-Oct-2002
POB 25046-MS 407-BLDG 95 Closing Date : 21-Nov-2002
EPA Lab Code: DENVER, C0O-80225-0046 Score Date : 04-Dec-2002
CO00009 (303) 236-2000

Director: MR. GREGORY MOHRMAN

** indicates NVLAP accredited analyte. Lab Code 200387-0. ELAP is an A2LA accredited Proficiency Testing Provider. Certificate Number 1785.01

This report may contain data that are not covered by the NVLAP accreditation.

EPA Code: 0018

Shipment; 257 Potable Water Chemistry
Analyte Name Units Sample Method Result ~Mean/ Warning Acceptance Score
) D Target Limits Limits
Sample: Potable Water  Volatile Halocarbons
Vinyl chloride ** uglL 5720 EPAS524.2 515 5 3-7 Satisfactory
EPA Code: 0032 71 passed out of 82 reported results.
Sample: Potable Water Chlordane
Chlordane Total ** ugfL 5714 EPA 508 9 1.7 6.44 -17 Satisfactory
EPA Code: 0097 30 passed out of 33 reported results.
Sample: Potable Water  Nitrite
Nitrite (as N) ** mg/L 5727 {l:'lt\’.rglid Method 835 0.815 0.693 - 0.937 Satisfactory
. e: 9142
EPA Code: 0092 81 passed out of 88 reported results.
Sample: Potable Water Benzo(a)pyrene
Benzo(a)pyrene ** ug/L 5708 EPA525.2 814 0663 0.215-1.11 Satisfactory
EPA Code: 0122 27 passed out of 28 reported results.
Sample: Potable Water Toxaphene
Toxaphene ** ug/ll §716 EPA 508 8.06 9.79 538-142 Satisfactory
EPA Code: 0014 31 passed out of 34 reported results.
Sample: Potable Water Trihalomethanes
Bromodichloromethane ** ug/l 5713 EPAS524.2 15.9 16.6 13.3-199 Satisfactory
EPA Code: 0019 70 passed out of 79 reported resulfs.
Bromoform ** ugl 5713 EPA524.2 16.7 20.6 16.5-24.7 Satisfactory

67 passed out of 77 reported resuls.



Lab Id: 11642

EPA Lab Code:
CO00009
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NEW YORK STATE DEPARTMENT OF HEALTH
ENVIRONMENTAL LABORATORY APPROVAL PROGRAM

Proficiency Test Report

USGS NATIONAL WATER LAB Shipment Date  : 07-Oct-2002
POB 25046-MS 407-BLDG 95 Closing Date : 21-Nov-2002
DENVER, C0-80225-0046 Score Date : 04-Dec-2002

(303) 236-2000
Director. MR. GREGORY MOHRMAN

This report may contain data that are not covered by the NVLAP accreditation.

** indicates NVLAP accredited analyte. Lab Code 200387-0. ELAP is an A2LA accredited Proficiency Testing Provider. Certificate Number 1785.01

Shipment: 257 Potable Water Chemistry
Analyte Name Units Sample Method Result  Mean/ Warning Acceptance Score
ID Target Limits Limits
Sample: Potable Water  Trihalomethanes
Dibromochloromethane ** ug/l 5713 EPA524.2 6.82 7.32 5.81-8.383 Satisfactory

EPA Code: 0020

Chioroform **
EPA Code: 0017

66 passed out of 77 reported resufts.

ug/L 5713 EPA524.2 34.8 354 28.3-425 Satisfactory
73 passed out of 79 reported resulfs.




