WADSWORTH CENTER
NEW YORK STATE DEPARTMENT OF HEALTH
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ENVIRONMENTAL LABORATORY APPROVAL PROGRAM

Proficiency Test Report

Lab Id: 11642 USGS NATIONAL WATER QUALITY LABORATORY Shipment Date  : 24-Jan-2006

POB 25046-MS 407-BLDG 95 Closing Date : 09-Mar-2006

EPA Lab Code: DENVER, CO 80225-0046 Score Date : 29-Mar-2006
CQ00009 (303) 236-2000

Director: MR. MERLE SHOCKEY

This report may contain data that are not covered by the NVLAP accreditation.

NVLAP Lab Code 200387-0.

** |ndicates NVLAP accredited analyte evaluated using the USEPA's National Standards for Water Proficiency Testing Studies Criteria Document.

Shipment: 290 Non Potable Water Chemistry
Analyte Name Units Sample Method Result Mean/ Warning Acceptance Score

ID Target * Limits Limits
Sample: Non Potable Water Demand
Chemical Oxygen Demand ** mg/l. 9001 USGS 148 152 * 126 - 164 116-174 Satisfactory
EPA Code: 0036 1-3561-85 90 passed out of 94 reported results.
Organic Carbon, Total ** mag/L 9001 USGS 62.2 60.0* 53.3-65.9 50.1-69.1 Satisfactory
EPA Code: N/A 0-3100-83 56 passed out of 58 reported results.

Sample: Non Potable Water Chlorophenoxy Acid Pesticides (Herbicides)

24D ug/L 9018 USGS 7.40 417
EPA Code: N/A 0-2060-01
Dicamba ug/L 9018 USGS 3.98 2.50
EPA Code: N/A 0-2060-01

Sample: Non Potable Water Inorganic Nutrients

Ammonia (as N) ** mag/L 9007 USGS 2.887 297* 2.40-362

EPA Code: N/A [-2522-90 y
Nitrate (as N) ** mg/L 9007 USGS 18.285 186* 15.8-211

EPA Code: N/A 1-2545-90 4
Orthophosphate (as P) ** mg/L 9007 USGS 3.042 3.01* 2.65-3.40

EPA Code: N/A [-2601-90

Sample: Non Potable Water Surfactants

Surfactants (as MBAS) ma/L 9043  USGS 153 0528
EPA Code: N/A 0-3128-95

Sample: Non Potable Water Mercury

Mercury, Total ** ug/L 9011 USGS 9.10 10.0* 7.40-12.3
EPA Code: N/A -4464-01 1

0.417-8.82 Satisfactory
47 passed out of 48 reported results.

0.148-4.84 Satisfactory
33 passed out of 34 reported results.

2.10-3.92 Satisfactory
41 passed out of 145 reported results.

14.5-22.4 Satisfactory
18 passed out of 123 reported results.

246-3.59 Satisfactory
99 passed out of 110 reported results.

0.31-0.746 Unsatisfactory <==
32 passed out of 41 reported results.

6.16-13.6 Satisfactory
10 passed out of 112 reported results.



NEW YORK STATE DEPARTMENT OF HEALTH
ENVIRONMENTAL LABORATORY APPROVAL PROGRAM

Proficiency Test Report

Lab Id: 11642 USGS NATIONAL WATER QUALITY LABORATORY Shipment Date : 24-Jan-2006

POB 25046-MS 407-BLDG 95 Closing Date : 09-Mar-2006

EPA Lab Code: DENVER, CO 80225-0046 Score Date : 29-Mar-2008
C000009 (303) 236-2000

Director: MR. MERLE SHOCKEY

This report may contain data that are not covered by the NVLAP accreditation.
** |ndicates NVLAP accredited analyte evaluated using the USEPA's National Standards for Water Proficiency Testing Studies Criteria Document.
NVLAP Lab Code 200387-0.

Shipment: 290 Non Potable Water Chemistry
Analyte Name Units Sample Method Result Mean/ Warning Acceptance Score
D Target* Limits Limits

Sample: Non Potable Water Metals | and Il

Silver, Total ** ug/L 9011 USGS 942  100* 90.2 - 110 85.2-115 Satisfactory
EPA Code: N/A 1-4471-97 144 passed out of 157 reported results.
Silver, Total ** ug/L 9011 USGS 113.168 100 * 90.2 - 110 85.2-115 Check For Eror
EPA Code: NIA 1-4472-97 144 passed out of 157 reported results.
Aluminum, Total ** ug/L 9011 USGS 1283.83 1300* 1140 - 1450 1060 - 1530 Satisfactory
EPA Code: N/A -4472-97 112 passed out of 121 reported results.
Aluminum, Total ** ug/L 9011 USGS 1290 1300* 1140 - 1450 1060 - 1530 Satisfactory
EPA Code: NIA 1-4471-97 112 passed out of 121 reported results.
Barium, Total ug/L 9011 USGS 628 600 521-678 Satisfactory
EPA Code: NIA 1-4471-97 119 passed out of 127 reported results.
Barium, Total ug/L 9011 USGS 616.06 600 521-678 Satisfactory
EPA Code: N/A |-4472-97 119 passed out of 127 reported results.
Beryllium, Total ** ug/L 9011  USGS 612 612 549 - 663 521-691 Satisfactory
EPA Code: N/A 1-4471-97 119 passed out of 125 reported resulis.
Beryllium, Total ** ug/L 9011 USGS 621504  612* 549 - 663 521 - 691 Satisfactory
EPA Code: N/A 1-4472-97 119 passed out of 125 reported results.
Cadmium, Total ** ug/L 9011 USGS 619.848 634 * 571-690 541 - 720 Satisfactory
EPA Code: N/A -4472-97 160 passed out of 168 reported results.
Cadmium, Total ** ug/L 9011 USGS 675 634 * 571-690 541 -720 Satisfactory
EPA Code: N/A 1-4471-97 160 passed out of 168 reported results.
Cobalt, Total ** ug/L 9011  USGS 854961  790* 726 - 853 695 - 885 Check For Error
EPA Code: N/A -4472-97 96 passed out of 99 reported results.
Cobalt, Total ** ug/L 9011  USGS 799  790* 726 - 853 695 - 885 Satisfactory

EPA Code: NIA 1-4471-97 96 passed out of 99 reported results.



WADSWORTH CENTER Page 3 of 11
NEW YORK STATE DEPARTMENT OF HEALTH
ENVIRONMENTAL LABORATORY APPROVAL PROGRAM

Proficiency Test Report

Lab Id: 11642 USGS NATIONAL WATER QUALITY LABORATORY Shipment Date  : 24-Jan-2008

POB 25046-MS 407-BLDG 95 Closing Date : 09-Mar-2006

EPA Lab Code: DENVER, CO 80225-0046 Score Date : 29-Mar-2006
C000009 (303) 236-2000

Director: MR. MERLE SHOCKEY

This report may contain data that are not covered by the NVLAP accreditation.
** Indicates NVLAP accredited analyte evaluated using the USEPA's National Standards for Water Proficiency Testing Studies Criteria Document.
NVLAP Lab Code 200387-0.

Shipment: 290 Non Potable Water Chemistry
Analyte Name Units Sample Method Result  Mean/ Warning Acceptance Score
ID Target * Limits Limits

Sample: Non Potable Water Metals | and Il

Copper, Total ** ug/L 9011 USGS 185 189~ 176 - 203 169 - 210 Satisfactory
EPA Code: N/A 1-4471-87 148 passed out of 162 reported resuits.
Copper, Total ** ug/L 9011 USGS 197.414 189 * 176 - 203 169 - 210 Satisfactory
EPA Code: N/A -4472-97 148 passed out of 162 reported results.
Iron, Total ** ug/L 9011 USGS 1080 1050 * 971- 1140 928- 1180 Satisfactory
EPA Code: N/A AALT-OT 102 passed out of 111 reported results.
Manganese, Total ** ug/L 9011  USGS 2312623 2290* 2140 - 2460 2060 - 2540 Satisfactory
EPA Code: NI/A -4472-97 125 passed out of 132 reported results.
Manganese, Total ** ug/L 9011 USGS 2310 2290* 2140 - 2460 2060 - 2540 Satisfactory
EPA Code: N/A 1-4471-97 125 passed out of 132 reported results.
Nickel, Total ** ug/L 9011 USGS 2359.78  2410* 2270 - 2600 2190 - 2690 Satisfactory
EPA Code: N/A 1-4472-97 147 passed out of 158 reported results.
Nickel, Total ** ug/L 9011 USGS 2390 2410* 2270- 2600 2190 - 2690 Satisfaciory
EPA Code: N/A 1-4471-97 147 passed out of 158 reported results.
Lead, Total ** ug/L 9011 USGS 221155 2300* 2120 - 2470 2030 - 2560 Satisfactory
EPA Code: N/A 1-4472-97 188 passed out of 205 reported results.
Antimony, Total ** ug/L 9011  USGS 190.18 178+ 133-201 116-218 Satisfactory
EPA Code: N/A I-aaTie? 124 passed out of 136 reported results.
Selenium, Total ** ug/L 9011  USGS 1750 1690 * 1450 - 1850 1350 - 1950 Satisfactory
EPA Code: N/A I-4472-97 134 passed out of 147 reported results.
Thallium, Total ** ug/L 9011  USGS 28182  300* 252 - 346 229 - 370 Satisfactory
EPA Code: N/A |-4472-67 120 passed out of 126 reported resuits.
Vanadium, Total ** ug/L 9011 USGS 1790 1750 * 1600 - 1890 1530 - 1960 Satisfactory

EPA Code: N/A 1-4471-97 102 passed out of 107 reported results.



NEW YORK STATE DEPARTMENT OF HEALTH

ENVIRONMENTAL LABORATORY APPROVAL PROGRAM

! Proficiency Test Report

Lab 1d: 11642 USGS NATIONAL WATER QUALITY LABORATORY Shipment Date  : 24-Jan-2006

POB 25046-MS 407-BLDG 95 Closing Date : 09-Mar-2006

EPAlabCode:  DENVER, CO 80225-0046 Score Date : 29-Mar-2006
'CO00009 (303) 236-2000

Director: MR. MERLE SHOCKEY

This report may contain data that are not covered by the NVLAP accreditation.

** Indicates NVLAP accredited analyte evaluated using the USEPA's National Standards for Water Proficiency Testing Studies Criteria Document.

NVLAP Lab Code 200387-0.

‘Shipment.290.  Non Potable Water Chemistry

. Analyte Name Units Sample Method Result Mean/ Warning Acceptance Score
o : ID Target* Limits Limits
Sample: Non Potable Water Metals | and Il
Zinc, Total ** ug/L 9011  USGS 1680 1660*  1510-1820 1430 - 1900 Satisfactory
EPA Code: N/A Fpiy 142 passed out of 150 reported results.
Zinc; 'Tqﬁl-“ ug/L 9011 USGS 1672.80 1660 * 1510 - 1820 1430 - 1900 Satisfactory
_ EPACode: NIA 1447297 142 passed out of 150 reported results.

Sample: Non Potable Water Metals Ili

Molybdenum, Total ** ugfL 9011 USGS 239 250~ 222 -275
EPA Code: N/A 1-4471-97

. Molybdenum, Total ** ug/L 9011  USGS 24628 250" 222 - 275
EPA Code: N/A 1-4472-97

Sample: Non Potable Water Minerals

Chloride ** mg/L 9008 USGS 65.6 66.1" 597-729
EPA Code: N/A |-2057-85 1
Sulfate (as S04) ** mg/L 9008 USGS 91.68 91.8* 80.9 - 100
EPA Code: N/A |-2057-85 ’

Sample: Non Potable Water Minerals 1I

Calcium, Total ** mg/L 9037 USGS 850 852*  79.7-93.0
EPA Code: NIA 1-4471-97

Potassium, Total ** ma/L 9037 SM 18-20 168 175*  154-198
EPA Code: N/A 31208

Magnesium, Total ** mag/L 9037 USGS 265 274*  248-30.1
EPA Code: N/A 1-4471-97

Sodium, Total ** mg/L 9037 USGS 739 780*  70.1-855
EPA Code: N/A 1-4471-97

209 - 289 Satisfactory
93 passed out of 102 reported results.

209 - 289 Satisfactory
93 passed out of 102 reported results.

56.4-76.2 Satisfactory
30 passed out of 133 reported resuits.

76.1-105 Satisfactory
12 passed out of 114 reported results.

76.3-96.4 Satisfactory
86 passed out of 93 reported resulfs.
14.3-21.0 Satisfactory

83 passed out of 89 reported results.

235-315 Satisfactory
94 passed out of 98 reported results.

66.2-89.4 Satisfactory
87 passed out of 92 reported resuits.
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NEW YORK STATE DEPARTMENT OF HEALTH

ENVIRONMENTAL LABORATORY APPROVAL PROGRAM

Proficiency Test Report

Lab Id: 11642 USGS NATIONAL WATER QUALITY LABORATORY Shipment Date  : 24-Jan-2006

POB 25046-MS 407-BLDG 85 Closing Date : 09-Mar-2006

EPA Lab Code: DENVER, CO 80225-0046 Score Date : 29-Mar-2006
C0O00009 (303) 236-2000

Director: MR. MERLE SHOCKEY

** Indicates NVLAP accredited analyte evaluated using the USEPA's National Standards for Water Proficiency Testing Studies Criteria Document.
NVLAP Lab Code 200387-0.

This report may contain data that are not covered by the NVLAP accreditation.

Shipment: 290

Non Potable Water Chemistry

Analyte Name

Units Sample Method Result  Mean/ Warning Acceptance Score
ID Target * Limits Limits

Sample: Non Potable Water Nitrosamines

N-Nitrosodimethylamine
EPA Code: N/A

N-Nitrosodi-n-propylamine

EPA Code: N/A

ug/L 9014 USGS 144 933 9.33-191 Satisfactory
0-3116-87 62 passed out of 66 reported results.

ug/L 9014 USGS 58.1 512 16.9 - 85.5 Satisfactory
0-3116-87

69 passed out of 71 reported results.

Sample: Non Potable Water Acid extractables

2,4,6-Trichlorophenol
EPA Code: N/A

2,4-Dichlorophenol
EPA Code: N/A

2,4-Dimethylphenol
EPA Code: N/A

2,4-Dinitrophenol
EPA Code: N/A

2-Chlorophenol
EPA Code: N/A

2-Nitrophenol
EPA Code: N/A

4-Chloro-3-methylphenol
EPA Code: N/A

Phenol
EPA Code: N/A

ug/L 9035 USGS 138 142 58.2-225 Satisfactory
0-3116-87 76 passed out of 76 reported results.

ug/L 9035 USGS 80.4 75.0 30.5-119 Satisfactory
0-3116-87 75 passed out of 77 reported results.

ug/L 9035 USGS 99.7 97.0 27.6 - 166 Satisfactory
0-3116-87 76 passed out of 77 reported results.

ug/L 9035 USGS <330 <100~ Satisfactory
0-3116-87

75 passed out of 76 reported results.

ug/L 9035 USGS 421 399 16.0-63.8 Satisfactory
0-3116-87 75 passed out of 77 reported results.

ug/L 9035 USGS <14 <100* Satisfactory
0-3116-87 74 passed out of 76 reported results.

ug/L 9035 USGS 139 142 66.7 - 217 Satisfactory
0-3116-87

75 passed out of 77 reported results.

ug/L 8035 USGS 113 83.0 14.8 - 198 Satisfactory
0-3116-87 74 passed out of 77 reported results.

Sample: Non Potable Water Base/Neutrals

1,2,4-Trichlorobenzene
EPA Code: N/A

ug/L 9036 USGS 101 92.2 29.5-155 Satisfactory
0-3116-87 72 passed out of 75 reported results.
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NEW YORK STATE DEPARTMENT OF HEALTH

ENVIRONMENTAL LABORATORY APPROVAL PROGRAM

Proficiency Test Report
Lab Id: 11642 USGS NATIONAL WATER QUALITY LABORATORY Shipment Date  : 24-Jan-2008
POB 25046-MS 407-BLDG 95 Closing Date : 09-Mar-2008
EPA Lab Code: DENVER, CO 80225-0046 Score Date : 29-Mar-2008
CO00009 (303) 236-2000

Director; MR. MERLE SHOCKEY

This report may contain data that are not covered by the NVLAP accreditation.

NVLAP Lab Code 200387-0.

** Indicates NVLAP accredited analyte evaluated using the USEPA's National Standards for Water Proficiency Testing Studies Criteria Document.

Shipment: 290 Non Potable Water Chemistry

Analyte Name Units Sample Method Result  Mean/ Warning Acceptance Score

ID Target * Limits Limits
Sample: Non Potable Water Base/Neutrals
2,4-Dinitrotoluene ug/L 9036 USGS <140 <200* Satisfactory
EPA Code: N/A O-3118-87 73 passed out of 73 reported resulis.
2,6-Dinitrotoluene ug/L 9036 USGS 68.1 60.9 298-921 Satisfactory
EPA Code: N/A 0-3116-87 70 passed out of 73 reported results.
2-Chloronaphthalene ug/L 9036 USGS 83.9 74.5 30.0-119 Satisfactory
EPA Code: N/A 0-3116-87 71 passed out of 72 reported results.
4-Chlorophenylphenyl ether ug/L 9036 USGS 108 98.6 45.6 - 152 Satisfactory
EPA Code: NI/A 0-3116-87 70 passed out of 73 reported resulis.
4-Bromophenylphenyl ether ug/L 9036 USGS <210 <200* Satisfactory
EPA Code: NI/A 0O-3116-87 72 passed out of 72 reported resuits.
Acenaphthene ug/L 9036 USGS 61.2 54.9 27.7-821 Satisfactory
EPA Code: NI/A 0-3116-67 79 passed out of 81 reported results.
Anthracene ug/L 9036 USGS 77.0 79.3 40.1-118 Satisfactory
EPA Code: N/A 0O-3116-87 79 passed out of 83 reported results.
Acenaphthylene ug/L 9036 USGS <180 <100* Satisfactory
EPA Code: N/A 0-3116-87 81 passed out of 82 reported results.
Bis(2-chloroethyl)ether ug/L 9036 USGS <1.00 <10.0* Satisfactory
EPA Code: N/A 0-3116-87 73 passed out of 73 reported resuits.
Bis(2-chloroethoxy)methane ug/L 9036 USGS <1.00 <100~ Satisfactory
EPA Code: N/A 0-3116-87 73 passed out of 73 reported results.
Bis(2-chloroisopropyl)ether ug/L 9036 USGS <1.00 <30.0* Satisfactory
EPA Code: NI/A 0-3116-87 73 passed out of 73 reported results.
Bis(2-ethylhexyl)phthalate ug/L 9036 USGS 451 43.8 15.3-724 Satisfactory

0-3116-87

EPA Code: N/A

72 passed out of 77 reported resuls.
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NEW YORK STATE DEPARTMENT OF HEALTH
ENVIRONMENTAL LABORATORY APPROVAL PROGRAM

Proficiency Test Report

Lab Id: 11642 USGS NATIONAL WATER QUALITY LABORATORY Shipment Date  : 24-Jan-2006

POB 25046-MS 407-BLDG 95 Closing Date  : 09-Mar-2006

EPA Lab Code:  DENVER, CO 80225-0046 Score Date : 29-Mar-2006
C000009 (303) 236-2000

Director: MR. MERLE SHOCKEY

This report may contain data that are not covered by the NVLAP accreditation.
** Indicates NVLAP accredited analyte evaluated using the USEPA's National Standards for Water Proficiency Testing Studies Criteria Document.
NVLAP Lab Code 200387-0.

Shipment: 290 Non Potable Water Chemistry
Analyte Name Units Sample Method Result Mean/ Warning Acceptance Score

ID Target * Limits Limits
Sample: Non Potable Water Base/Neutrals
Benzo{a)anthracene ug/L 9036 USGS <160 <100* Satisfactory
EPA Code: N/A Q-3116-87 81 passed out of 83 reported results.
Benzo(a)pyrene ug/L 9036 USGS <130 <200* Satisfactory
EPA Code: N/A Q31807 82 passed out of 84 reported results.
Benzo{b)fluoranthene ug/L 9036 USGS <190 <200* Satisfactory
EPA Code: N/A 0-3116-87 75 passed out of 84 reported results.
Benzo(g,h,i)perylene ug/L 9036 USGS 95.3 102 46.6 - 157 Satisfactory
EPA Code: N/A 0-3116-87 77 passed out of 83 reported resuits.
Benzo(k)fluoranthene ug/L 9036 USGS 826 827 245-141 Satisfactory
EPA Code: N/A O-3116-67 80 passed out of 84 reported results.
Benzyl buty| phthalate ug/L 9036 USGS 101 107 26.0- 187 Satisfactory
EPA Code: N/A Q:318:0 73 passed out of 77 reported results.
Chrysene ug/L 9036 USGS <120 <100* Satisfactory
EPA Code: N/A 0-3116-87 82 passed out of 83 reported results.
Dibenzo(a,h)anthracene ug/L 9036 USGS <220 <200* Satisfactory
EPA Code: N/A Q-3116:87 81 passed out of 82 reported results.
Di-n-buty| phthalate ug/L 9036 USGS <170 <400* Satisfactory
EPA Code: N/A 0-3116-87 74 passed out of 76 reported results.
Diethyl phthalate ug/L 9036 USGS 134 109 26.6- 191 Satisfactory
EPA Code: N/A Q311067 73 passed out of 77 reported results.
Dimethy| phthalate ug/L 9036 USGS <100 <100" Satisfactory
EPA Code: N/A QaHG07 77 passed out of 77 reported results.
Di-n-octyl phthalate ug/L 9036 USGS 108 124 28.7-218 Satisfactory

EPA Code: N/A ERSHTSoaT 75 passed ouf of 77 reported results.
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NEW YORK STATE DEPARTMENT OF HEALTH
ENVIRONMENTAL LABORATORY APPROVAL PROGRAM

Lab Id: 11642

Proficiency Test Report

USGS NATIONAL WATER QUALITY LABORATORY

POB 25046-MS 407-BLDG 95

EPA Lab Code:

C0O00009 (303) 236-2000

DENVER, CO 80225-0046

Director: MR. MERLE SHOCKEY

Shipment Date  : 24-Jan-2006
Closing Date : 09-Mar-2006
Score Date : 29-Mar-2006

NVLAP Lab Code 200387-0.

This report may contain data that are not covered by the NVLAP accreditation.
** Indicates NVLAP accredited analyte evaluated using the USEPA's National Standards for Water Proficiency Testing Studies Criteria Document.

Shipment: 290

Non Potable Water Chemistry

Analyte Name Units Sample Method Result  Mean/ Warning Acceptance Score

ID Target * Limits Limits
Sample: Non Potable Water Base/Neutrals
Fluoranthene ug/L 9036 USGS 143 131 70.6 - 191 Satisfactory
EPA Code: N/A 0-3116-87 77 passed out of 84 reported results.
Hexachlorobenzene ug/L. 9036 USGS 94.4 94.5 49.7-139 Satisfactory
EPA Code: N/A 0-3116-87 75 passed out of 77 reported results.
Indeno(1,2,3-c,d)pyrene ug/L 9036 USGS <180 <300* Satisfactory
EPA Code: NI/A 0-3116-87 80 passed out of 83 reported results.
Isophorone ug/L 9036 USGS 89.4 92.4 43.0-142 Satisfactory
EPA Code: N/A 0-3116-87 68 passed out of 71 reported results.
Naphthalene ug/L 9036 USGS <160 <300* Satisfactory
EPA Code: NI/A 0-3116-87 82 passed out of 83 reported results.
Nitrobenzene ug/L 9036 USGS 759 63.5 26.0-101 Satisfactory
EPA Code: N/A 0-3116-87 71 passed out of 73 reported results.
Phenanthrene ug/L 9036 USGS 56.2 54.0 30.1-77.9 Satisfactory
EPA Code: N/A 0-3116-87 81 passed out of 84 reported resulfs.
Pyrene uglL 9036 USGS 115 109 433-175 Satisfactory
EPA Code: NIA 0-3116-87 82 passed out of 84 reported results.
Sample: Non Potable Water Qil and Grease
Qil & Grease Total Recoverable ** mg/L 9010 EPA 1664A 36.2 402" 28.8-459 246-502 Satisfactory
EPA Code: 0104 87 passed out of 95 reported results.
Sample: Non Potable Water Organic Nutrients
Kjeldahl Nitrogen, Total ** mg/L 9004 USGS 2.625 260~ 211-3.28 1.82-3.57 Satisfactory
EPA Code: 0034 e 93 passed out of 103 reported results.
Phosphorus, Total ** mg/L 9004 USGS 7.261 6.98* 6.18-7.85 576 -8.27 Satisfactory

|-4610-91

EPA Code: 0035

107 passed out of 118 reported results.
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EPA Lab Code:
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NEW YORK STATE DEPARTMENT OF HEALTH
ENVIRONMENTAL LABORATORY APPROVAL PROGRAM

Proficiency Test Report

USGS NATIONAL WATER QUALITY LABORATORY Shipment Date  : 24-Jan-2006
POB 25046-MS 407-BLDG 95 Closing Date : 09-Mar-2006
DENVER, CO 80225-0046 Score Date : 29-Mar-2006

(303) 236-2000
Director: MR. MERLE SHOCKEY

** Indicates NVLAP accredited analyte evaluated using the USEPA's National Standards for Water Proficiency Testing Studies Criteria Document.
NVLAP Lab Code 200387-0.

This report may contain data that are not covered by the NVLAP accreditation.

Shipment: 290

Non Potable Water Chemistry

Analyte Name Units Sample Method Result Mean/ Warning Acceptance Score

D Target * Limits Limits
Sample: Non Potable Water Chlorinated Hydrocarbon Pesticides
4,4-DDE ** ug/L 9017 USGS 530 7.35*  431-8.46 3.27-9.49 Satisfactory
EPA Code: N/A 0-1126-95 71 passed out of 75 reported results.
alpha-BHC ug/L 9017  USGS 109 918 457-13.8 Satisfactory
EPA Code: N/A O-1126-85 72 passed out of 74 reported resuils.
Sample: Non Potable Water Phenols
Phenols ** mg/L 9009 SM 18 5530 <0.0018 0.629 0.438 - 0.82 0.342-0.916  Unsatisfactory <==
EPA Code: NIA (LSGS Only) 68 passed out of 72 reported results.
Sample: Non Potable Water Purgeables
1,1,1-Trichloroethane ** ug/L 9013 USGS <032 <100* Satisfactory
EPA Code: N/A 0-4127-9 110 passed out of 111 reported resuits.
1,1,2,2-Tetrachioroethane ug/L 9013 USGS <08 <100~ Satisfactory
EPA Code: N/A 0-4127-96 108 passed out of 109 reported results.
1,1,2-Trichloroethane ug/L 9013 USGS <04 <250° Satisfactory
EPA Code: NIA O-4127:98 106 passed out of 108 reported results.
1,1-Dichloroethene ug/lL 9013 USGS 76.0 816 42.7-120 Satisfactory
EPA Code: N/A 0-4127-96 107 passed out of 109 reported resuits.
1,2-Dichloroethane ** ug/L 9013 USGS <13 <100* Satisfactory
EPA Code: NI/A 0-4127-96 105 passed out of 107 reported results.
1,2-Dichlorobenzene ** ug/L 9013 USGS 56.1 545" 43.2-653 37.7-708 Satisfactory
EPA Code: N/A QHi2r D 121 passed out of 126 reported results.
1,2-Dichloropropane ug/L 9013 USGS 19.6 18.9 11.9-25.8 Satisfactory
EPA Code: N/A QAl27-30 105 passed out of 109 reported resufts.
1,3-Dichlorobenzene ** ug/L 9013 USGS 946 96.6 * 75.4-113 65.9-123 Satisfactory

0-4127-96

EPA Code: N/A

120 passed out of 124 reported results.
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NEW YORK STATE DEPARTMENT OF HEALTH
ENVIRONMENTAL LABORATORY APPROVAL PROGRAM

Proficiency Test Report

Lab id: 11642 USGS NATIONAL WATER QUALITY LABORATORY Shipment Date . 24-Jan-2006

POB 25046-MS 407-BLDG 95 Closing Date : 09-Mar-2006

EPA Lab Code: DENVER, CO 80225-0046 Score Date . 29-Mar-2006
C0O00009 (303) 236-2000

Director: MR. MERLE SHOCKEY

NVLAP Lab Code 200387-0.

This report may contain data that are not covered by the NVLAP accreditation.
** |ndicates NVLAP accredited analyte evaluated using the USEPA's National Standards for Water Proficiency Testing Studies Criteria Document,

Shipment: 290 Non Potable Water Chemistry

Analyte Name Units Sample Method Result  Mean/ Warning Acceptance Score

D Target * Limits Limits
Sample: Non Potable Water Purgeables
1,4-Dichlorobenzene ** ug/L 9013 USGS 48.3 499* 38.5-58.1 33.6-63.0 Satisfactory
EPA Code: N/A 0-4127-00 121 passed out of 126 reported results.
Benzene ** ug/L 9013 USGS 48.5 494~ 40.1-58.4 35.5-63.0 Satisfactory
EPA Code: NI/A 0-4127-96 120 passed out of 123 reported restilts.
Bromodichloromethane ** ug/L 9013 USGS 93.0 s08* 74.3-113 64.6 - 123 Satisfactory
EPA Code: N/A 0412796 105 passed out of 109 reported results.
Bromoform ** ug/L 9013 USGS 214 221* 15.9-27.1 13.1-29.9 Satisfactory
EPA Code: N/A O#127-96 109 passed out of 110 reported results.
Carbon tetrachloride ** ug/L 9013 USGS 357 36.9* 25.5-456 20.5-50.6 Satisfactory
EPA Code: N/A Q4127-08 105 passed out of 106 reported results.
Trichlorofluoromethane ug/L 9013 USGS <08 <200* Satisfactory
EPA Code: N/A Qetzl-go 104 passed out of 105 reported results.
Chlorobenzene ** ug/L 9013 USGS 437  432* 35.0-505 31.1-54.3 Satisfactory
EPA Code: N/A O-4127-30 118 passed out of 121 reported results.
Dibromochloromethane ** ug/L 9013 USGS 25.7 286" 224-34.8 19.3-37.9 Satisfactory
EPA Code: N/A 0-4127-96 106 passed out of 107 reported resuts.
Chloroethane ug/L 9013 USGS <12 <200* Satisfactory
EPA Code: NI/A 0-4127-96 105 passed out of 107 reported results.
Chloroform ** ug/L 9013 USGS <074 <200* Satisfactory
EPA Code: N/IA ©:-3127:26 107 passed out of 110 reported results.
Ethyl benzene ** ug/L 9013 USGS 61.0 61.2* 48.1-71.8 42.2-777 Satisfactory
EPA Code: N/A 0-4127-30 116 passed out of 122 reported results.
Methylene chloride ** ug/L 9013 USGS <06 <100* Satisfactory

0-4127-96

EPA Code: N/A

104 passed out of 108 reported results.
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NVLAP Lab Code 200387-0.
Shipment: 290 Non Potable Water Chemistry
Analyte Name Units Sample Method Result  Mean/ Warning Acceptance Score
ID Target * Limits Limits

Sample: Non Potable Water Purgeables

trans-1,3-Dichloropropene
EPA Code: N/A

Tetrachloroethene **
EPA Code: N/A

Toluene **
EPA Code: N/A

Trichloroethene **
EPA Code: N/A

Total Xylenes
EPA Code: NI/A

Vinyl chloride
EPA Code: N/A

ug/L 9013 USGS <09 <8.00* Satisfactory

0-4127-96 102 passed out of 107 reported results.

ug/L 9013 USGS 856 89.0" 61.4-105 50.5-116 Satisfactory

0-4127-96 108 passed out of 111 reported results.

ug/L 9013 USGS 565.5 56.1* 442 -65.1 389-704 Satisfactory
0-4127-96

120 passed out of 123 reported results.

ug/L 9013 USGS 84.0 822" 61.4-97.8 52.3-107 Satisfactory
0-4127-96

111 passed out of 113 reported results.

ug/L 9013 USGS 122 114 68.1 - 161 Satisfactory
0-4127-96

113 passed out of 119 reported results.

ug/L 9013 USGS 546 56.8 " 22.7-90.9 Satisfactory
0-4127-96

103 passed out of 107 reported results.

Sample: Non Potable Water Residue

Solids, Total
EPA Code: NI/A

mg/L 9002 USGS 357 368 327 - 409 Satisfactory
e 99 passed out of 104 reported results.

Sample: Non Potable Water Total Dissolved Solids

Solids, Total Dissolved **
EPA Code: N/A

mg/L 9040 USGS 498 503 * 418 -572 380-610 Satisfactory
I-1750-85 105 passed out of 107 reported results.



