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NEW YORK STATE DEPARTMENT OF HEALTH
ENVIRONMENTAL LABORATORY APPROVAL PROGRAM
Proficiency Test Report
Lab Id: 11642 USGS NATIONAL WATER QUALITY LABORATORY Shipment Date - 23-Jan-2007
POB 25046-MS 407-BLDG 95 Closing Date : 08-Mar-2007

EPA Lab Code: DENVER, CO 80225-0046 Score Date : 28-Mar-2007

C0O00009 (303) 236-2000 Revision Date : 28-Mar-2007

Director: MR. MERLE SHOCKEY Revision # '3
ELAP is an A2LA accredited Proficiency Testing Provider. Certificate Number 1785.01
Shipment: 300 Non Potable Water Chemistry
Analyte Name Units Sample Test Prep Result Mean/  Warning Acceptance Score
ID Method Method Target * Limits Limits

Sample: Non Potable Water Demand
Chemical Oxygen Demand ** mg/L 0001 USGS 177 191 * 159 - 205 148 - 217 Satisfactory
EPA Code: 0036 1-3561-85 87 passed out of 89 reported resuits.
Organic Carbon, Total ** mg/L 0001 USGS 78.9 756" 67.1-82.9 63.2-86.9 Satisfactory
EPA Code: N/A 0-3100-83 49 passed out of 51 reported resuis.
Sample: Non Potable Water Chlorophenoxy Acid Pesticides (Herbicides)
24-D ug/L 0018 USGS 4625 4.66 0.605-9.83 Satisfactory
EPA Code: N/A 0-2060-01 34 passed out of 38 reported resulfs.
Dicamba ug/L 0018 UsGS 4.022 3.96 0.374-7.55 Satisfactory
EPA Code: N/A 0-2060-01 27 passed out of 27 reported results.
Sample: Non Potable Water Inorganic Nutrients
Ammonia (as N) ** mg/L 0007 USGS 10.8 11.0* 9.08-12.8 8.15-13.7 Satisfactory
EPA Code: N/A 1-2522-90 136 passed out of 139 reported results.
Nitrate (as N) ** mg/L 0007 USGS 14.2 14.3* 12.2-16.2 11.1-17.2 Satisfactory
EPA Code: N/A 1-2545-90 121 passed out of 127 reported results.
Orthophosphate (as P) ** mg/L 0007 USGS 2.74 270" 2.37-3.06 2.20-3.23 Satisfactory
EPA Code: N/A 1-2601-80 105 passed out of 110 reported results.
Sample: Non Potable Water Surfactants
Surfactants (as MBAS) mg/L 0043 USGS 0.52 0.618 0.366 - 0.871 Satisfactory
EPA Code: N/A 0-3128-95 36 passed out of 43 reported results.
Sample: Non Potable Water Metals | and Il
Silver, Total ** ug/L 0011A USGS 490 479* 434 - 526 411 - 549 Satisfactory
EPA Code: N/A 1-4471-97 137 passed out of 151 reported results.
Silver, Total ** ug/L 0011A USGS 449 479~ 434 - 526 411 -549 Satisfactory
EPA Code: N/A 1-4472-97 137 passed out of 151 reported results.
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ENVIRONMENTAL LABORATORY APPROVAL PROGRAM

Proficiency Test Report
Lab Id: 11642 USGS NATIONAL WATER QUALITY LABORATORY Shipment Date - 23-Jan-2007
POB 25046-MS 407-BLDG 95 Closing Date : 08-Mar-2007

EPA Lab Code: DENVER, CO 80225-0046 Score Date : 28-Mar-2007

C0O00009 (303) 236-2000 Revision Date : 28-Mar-2007

Director: MR. MERLE SHOCKEY Revision # '3
ELAP is an A2LA accredited Proficiency Testing Provider. Certificate Number 1785.01
Shipment; 300 Non Potable Water Chemistry
Analyte Name Units Sample Test Prep Result Mean/  Warning Acceptance Score
D Method Method Target * Limits Limits

Sample: Non Potable Water Metals | and Il
Aluminum, Total ** ug/L 0011A USGS 2800 2870 * 2530 - 3170 2370-3330 Satisfactory
EPA Code: N/A -4472-97 110 passed out of 113 reported results.
Aluminum, Total ** ug/L 0011A USGS 2750 2870  2530-3170 2370- 3330 Satisfactory
EPA Code: N/A 1-4471-97 110 passed out of 113 reported results.
Barium, Total ug/L 0011A USGS 444 455 395-514 Satisfactory
EPA Code: 0237 1-4471-97 115 passed out of 123 reported resulls.
Barium, Total ug/L 0011A USGS 447 455 385-514 Satisfactory
EPA Code: 0237 1-4472-97 115 passed out of 123 reported results.
Beryllium, Total ** uglL 0011A USGS 110 11+ 98.6-120 93.2-126 Satisfactory
EPA Code: N/A 1-4472-97 116 passed out of 122 reported resuils.
Beryllium, Total ** ug/L 0011A USGS 108 111*  986-120 93.2-126 Satisfactory
EPA Code: NI/A 1-4471-97 116 passed out of 122 reported resuits.
Cadmium, Total ** ug/L 0011A USGS 305 323~ 291-352 275 - 367 Satisfactory
EPA Code: NI/A 1-4472-97 157 passed out of 160 reported resuls.
Cadmium, Total ** ug/L 0011A USGS 322 323* 291 -352 275 - 367 Satisfactory
EPA Code: N/A -4471-97 157 passed out of 160 reported resuits.
Cobalt, Total ** ug/L 0011A USGS 316 333" 29.4-36.6 276-384 Satisfactory
EPA Code: N/A 1-4472-97 90 passed out of 97 reported results.
Cobalt, Total ** ug/L 0011A USGS 323 333" 294 -36.6 276-384 Satisfactory
EPA Code: N/A 1-4471-97 90 passed out of 97 reported results.
Copper, Total ** ug/L 0011A UsSGS 462 479* 450 - 511 434 - 527 Satisfactory
EPA Code: N/A 1-4472-97 144 passed out of 157 reported results.
Copper, Total ** ug/L 0011A USGS 430 479 450 - 511 434 -527  Unsatisfactory <==

EPA Code: N/A

1-4471-97

144 passed out of 157 reported results.
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Lab Id: 11642 USGS NATIONAL WATER QUALITY LABORATORY Shipment Date  ; 23-Jan-2007
POB 25046-MS 407-BLDG 95 Closing Date : 08-Mar-2007

EPA Lab Code: DENVER, CO 80225-0046 Score Date : 28-Mar-2007

COnnong (303) 236-2000 Revision Date . 28-Mar-2007

Director: MR. MERLE SHOCKEY Revision # 3
ELAP is an A2LA accredited Proficiency Testing Provider. Certificate Number 1785.01
Shipment: 300 Non Potable Water Chemistry
Analyte Name Units Sample Test Prep Result Mean/  Warning Acceptance Score
ID Method Method Target* Limits Limits

Sample: Non Potable Water Metals | and Il
Iron, Total ** ug/L 0011A USGS 1660 1740 * 1610 - 1890 1540 - 1960 Satisfactory
EPA Code: N/A 1-4471-97 101 passed out of 107 reported results.
Manganese, Total ** ug/l 0011A USGS 652 677 * 632-728 608 - 752 Satisfactory
EPA Code: NIA 1-4471-97 125 passed out of 128 reported results.
Manganese, Total ** ug/L 0011A USGS 685 677 632-728 608 - 752 Satisfactory
EPA Code: N/A 1-4472-97 125 passed out of 128 reported results.
Nickel, Total ** ug/L 0011A USGS 1370 1380*  1300- 1490 1250 - 1540 Satisfactory
EPA Code: N/A 1-4471-97 144 passed out of 150 reported results.
Nickel, Total ** uglL 0011A USGS 1320  1380*  1300-1490 1250 - 1540 Satisfactory
EPA Code: NIA 1-4472-97 144 passed out of 150 reported results.
Lead, Total ** ug/L 0011A USGS 1840 1930 * 1770 - 2080 1700 - 2150 Satisfactory
EPA Code: NIA 1-4472-97 186 passed out of 191 reported results.
Antimony, Total ** ug/L 0011A USGS 600 798 * 631-892 565 - 958 Check For Error
EPA Code: N/A 1-4472-97 107 passed out of 134 reported results.
Selenium, Total ** ug/L 0011A USGS 1380 1470 * 1260 - 1610 1170 - 1700 Satisfactory
EPA Code: N/A 1-4472-97 140 passed out of 147 reported resufts.
Thallium, Total ** ug/L 0011A USGS 557 555 * 485-629 449 - 665 Satisfactory
EPA Code: N/A 1-4472-97 124 passed out of 126 reported results.
Vanadium, Total ** ug/L 0011A USGS 368 367 336 - 396 321-411 Satisfactory
EPA Code: N/A 1-4471-97 §7 passed out of 103 reported resuits.
Zinc, Total ** ug/L 0011A USGS 1630 1680*  1530-1840  1450-1920 Satisfactory
EPA Code: NI/A -4472-97 142 passed out of 147 reported results.
Zinc, Total ** ug/L 0011A USGS 1650 1680*  1530-1840  1450- 1920 Satisfactory

EPA Code: N/A

1-4471-97

142 passed out of 147 reported results.



NEW YORK STATE DEPARTMENT OF HEALTH
ENVIRONMENTAL LABORATORY APPROVAL PROGRAM

Proficiency Test Report
Lab Id: 11642 USGS NATIONAL WATER QUALITY LABORATCRY Shipment Date : 23-Jan-2007
POB 25046-MS 407-BLDG 95 Closing Date : 08-Mar-2007

EPA Lab Code: DENVER, CO 80225-0046 Score Date : 28-Mar-2007

CO00009 (303) 236-2000 Revision Date : 28-Mar-2007

Director: MR. MERLE SHOCKEY Revision # 03
ELAP is an A2LA accredited Proficiency Testing Provider. Certificate Number 1785.01
Shipment: 300 Non Potable Water Chemistry
Analyte Name Units Sample Test Prep Result Mean/  Warning Acceptance Score
ID Method Method Target * Limits Limits

Sample: Non Potable Water Metals lil
Mercury, Total ** ug/L 0011B USGS 16.6 16.3* 12.0-20.0 10.0-22.0 Satisfactory
EPA Code: N/A 1-4464-01 110 passed out of 112 reported resuits.
Molybdenum, Total ** ug/L 0011B USGS 358 363" 325-398 306 - 416 Satisfactory
EPA Code: N/A 1-4471-97 98 passed out of 102 reported resuits.
Molybdenum, Total ** ug/L 0011B USGS 363 363 325-398 306 - 416 Satisfactory .
EPA Code: N/A 1-4472-97 98 passed out of 102 reported results.
Sample: Non Potable Water Minerals
Chloride ™ mg/L 0008 USGS 171 172* 156 - 187 148 - 195 Satisfactory
EPA Code: NI/A -2057-85 131 passed out of 132 reported results.
Sulfate (as S04) ** mg/L 0008 USGS 75.1 755" 66.4 - 82.5 62.4 - 86.5 Satisfactory
EPA Code: N/A -2057-85 105 passed out of 109 reported results.
Sample: Non Potable Water Minerals II
Calcium, Total ** mg/L 0037 USGS 43.8 44.0" 41.0-48.2 39.2-50.0 Satisfactory
EPA Code: NIA 1-4471-97 81 passed out of 89 reported results.
Potassium, Total ** mg/L 0037 SM 18-20 23.7 241* 21.3-27.3 19.8-28.7 Satisfactory
EPA Code: N/A 31208 81 passed out of 86 reported results.
Magnesium, Total ** mg/L 0037 USGS 211 211 * 19.1-23.2 18.1-24.2 Satisfactory
EPA Code: N/A 1-4471-97 88 passed out of 93 reported results.
Sodium, Total ** mg/L 0037 uUsGs 33.8 364" 32.7-40.1 309-418 Satisfactory
EPA Code: N/A -4471-97 84 passed out of 91 reported results.
Sample: Non Potable Water Nitrosamines
N-Nitrosodimethylamine ug/L 0014 USGS 128 73.1 13.6-160 Satisfactory
EPA Code: N/A 0-3116-87 57 passed out of 61 reported results.
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NEW YORK STATE DEPARTMENT OF HEALTH
ENVIRONMENTAL LABORATORY APPROVAL PROGRAM
Proficiency Test Report
Lab I1d: 11642 USGS NATIONAL WATER QUALITY LABORATORY Shipment Date : 23-Jan-2007
POB 25046-MS 407-BLDG 95 Closing Date : 08-Mar-2007

EPA Lab Code: DENVER, CO 80225-0046 Score Date : 28-Mar-2007

CO000009 (303) 236-2000 Revision Date : 28-Mar-2007

Director: MR. MERLE SHOCKEY Revision # ]
ELAP is an A2LA accredited Proficiency Testing Provider. Certificate Number 1785.01
Shipment: 300 Non Potable Water Chemistry
Analyte Name Units Sample Test Prep Result Mean/ Warning Acceptance Score
ID Method Method Target * Limits Limits

Sample: Non Potable Water Nitrosamines
N-Nitrosodi-n-propylamine ug/L 0014 USGS 80.4 69.9 255-114 Satisfactory
EPA Code: N/A 0-3116-87 66 passed out of 66 reported results.
Sample: Non Potable Water Acid extractables
2,4,6-Trichlorophenol ug/L. 0035 USGS 61.2 63.8 25.5-102 Satisfactory
EPA Code: NI/A 0-3116-87 68 passed out of 70 reported results.
2,4-Dichlorophenol ug/L 0035 USGS 54.6 56.3 221-805 Satisfactory
EPA Code: NIA 0-3116-67 69 passed out of 70 reported resuits.
2,4-Dimethylphenol ug/L 0035 USGS 62.5 64.7 17.2-112 Satisfactory
EPA Code: N/A 0-3116-87 68 passed out of 70 reported resulfs.
2,4-Dinitrophenol ug/L 0035 USGS 119 104 15.3-207 Satisfactory
EPA Code: Ni/A 0-3116-87 67 passed out of 69 reported results.
2-Chlorophenol ug/L 0035 USGS 134 132 48.3-215 Satisfactory
EPA Code: N/A : 0-3116-87 70 passed out of 70 reported results.
2-Nitrophenol ug/L 0035 USGS 61.1 62.1 21.7-102 Satisfactory
EPA Code: N/A 0-3116-87 67 passed out of 70 reported results.
4-Chloro-3-methylphenol ug/L 0035 USGS 91.5 95.4 44 4 - 147 Satisfactory
EPA Code: N/A 0-3116-87 68 passed out of 69 reported results.
Phenol ug/L 0035 USGS 107 91.9 16.4 -219 Satisfactory
EPA Code: N/A 0-3116-87 70 passed out of 70 reported results.
Sample: Non Potable Water Base/Neutrals
1,2,4-Trichlorobenzene ug/L 0036 USGS 436 433 122-745 Satisfactory
EPA Code: N/A 0-3116-87 69 passed out of 73 reported results.
2,4-Dinitrotoluene ug/L 0036 USGS 84.1 737 336-114 Satisfactory
EPA Code: NIA 0-3116-87 63 passed out of 66 reported results.



NEW YORK STATE DEPARTMENT OF HEALTH
ENVIRONMENTAL LABORATORY APPROVAL PROGRAM

Proficiency Test Report

Lab Id: 11642 USGS NATIONAL WATER QUALITY LABORATORY
POB 25046-MS 407-BLDG 95
EPA Lab Code: DENVER, CO 80225-0046
CO00009 (303) 236-2000
Director: MR, MERLE SHOCKEY

Shipment Date  : 23-Jan-2007

Closing Date : 08-Mar-2007
Score Date : 28-Mar-2007
Revision Date : 28-Mar-2007
Revision # 03

ELAP is an A2LA accredited Proficiency Testing Provider. Certificate Number 1785.01

Shipment: 300 Non Potable Water Chemistry
Analyte Name Units Sample Test Prep Result Mean/  Warning Acceptance Score

ID Method Method Target* Limits Limits
Sample: Non Potable Water Base/Neutrals
2,6-Dinitrotoluene ug/L 0036 USGS 44.4 44.5 21.3-67.7 Satisfactory
EPA Code: N/A 0-3116-87 64 passed out of 66 reported results.
2-Chloronaphthalene ug/L 0036 USGS 34.5 38.9 15.1-62.6 Satisfactory
EPA Code: N/A 0-3116-87 67 passed out of 68 reported resuits,
4-Chlorophenylphenyl ether ug/L 0036 USGS 58.2 53.8 24.8-827 Satisfactory
EPA Code: N/A 0-3116-87 66 passed out of 67 reported restlts.
4-Bromophenylphenyl ether ug/L 0036 USGS <036 <200° Satisfactory
EPA Code: N/A 0-3116-87 62 passed out of 65 reported results.
Acenaphthene ug/L 0036 USGS 106 98.5 49.0 - 148 Satisfactory
EPA Code: N/A 0-3116-87 73 passed out of 75 reported resuits.
Anthracene ug/L 0036 USGS 64.2 70.8 35.8-106 Satisfactory
EPA Code: NI/A 0-3116-87 74 passed out of 76 reported results.
Acenaphthylene ug/L 0036 USGS 98.6 806 39.8- 121 Satisfactory
EPA Code: N/A _ O-3116-87 74 passed out of 75 reported results.
Bis(2-chloroethyl)ether ug/L 0036 USGS ) 84.1 76.3 27.8-125 Satisfactory
EPA Code: N/A O-3116-87 67 passed out of 67 reported results.
Bis(2-chloroethoxy)methane ug/L 0036 USGS 105 100 50.2 - 150 Satisfactory
EPA Code: N/A 0-3116-87 65 passed out of 67 reported results.
Bis(2-chloroisopropyl)ether ug/L 0036 USGS 67.9 62.4 21.4-103 Satisfactory
EPA Code: NJA - 0-3116-87 66 passed out of 67 reported results.
Bis(2-ethylhexyl)phthalate ug/L 0036 USGS 120 118 419-194 Satisfactory
EPA Code: NIA 0-3116-87 69 passed out of 70 reported results.
Benzo(a)anthracene ug/L 0036 USGS 93.0 99.8 52.9- 147 Satisfactory
EPA Code: N/A 0-3116-87 73 passed out of 76 reported results.
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NEW YORK STATE DEPARTMENT OF HEALTH
ENVIRONMENTAL LABORATORY APPROVAL PROGRAM
Proficiency Test Report
Lab Id: 11642 USGS NATIONAL WATER QUALITY LABORATORY Shipment Date : 23-Jan-2007
POB 25046-MS 407-BLDG 95 Closing Date : 08-Mar-2007

EPA Lab Code: DENVER, CO 80225-0046 Score Date : 28-Mar-2007

CO00009 (303) 236-2000 Revision Date : 28-Mar-2007

Director: MR. MERLE SHOCKEY Revision # 3
ELAP is an A2LA accredited Proficiency Testing Provider. Certificate Number 1785.01
Shipment: 300 Non Potable Water Chemistry
Analyte Name Units Sample Test Prep Resuit Mean/  Warning Acceptance Score
D Method Method Target* Limits Limits

Sample: Non Potable Water Base/Neutrals
Benzo(a)pyrene ug/L 0036 USGS <033 <200* Satisfactory
EPA Code: NIA 0-3116-87 75 passed out of 77 reported results.
Benzo(b)fluoranthene ug/L 0036 USGS 49.4 60.2 26.1-94.3 Satisfactory
EPA Code: NI/A 0-3116-87 74 passed out of 77 reported results.
Benzo(g,h,i)perylene ug/L 0036 USGS 57.7 65.9 28.2-104 Satisfactory
EPA Code: NI/A 0-3116-87 72 passed out of 75 reported results.
Benzo(k)fluoranthene ug/L 0036 USGS 116 105 31.6-178 Satisfactory
EPA Code: N/A 0-3116-87 74 passed out of 77 reported results.
Benzyl butyl phthalate ugflL 0036 USGS 422 50.3 7.69-92.8 Satisfactory
EPA Code: NI/A 0-3116-87 69 passed out of 70 reported results.
Chrysene ug/L 0036 USGS 409 46.8 219-71.7 Satisfactory
EPA Code: N/A 0-3116-87 75 passed out of 77 reported results.
Dibenzo(a,h)anthracene ug/L 0036 USGS 2786 336 10.5-56.7 Satisfactory
EPA Code: N/A 0-3116-87 73 passed out of 75 reported results.
Di-n-butyl phthalate uglL 0036 USGS 119 79.7 31.9-128 Satisfactory
EPA Code: NI/A 0-3116-87 69 passed out of 70 reported results.
Diethyl phthalate ug/L 0036 USGS 137 103 24.9-181 Satisfactory
EPA Code: NIA 0-3116-87 68 passed out of 70 reported resuls.
Dimethyl phthalate ug/L 0036 USGS 98.8 76.0 11.3- 164 Satisfactory
EPA Code: N/A O-3116-87 68 passed out of 70 reported results.
Di-n-octyl phthalate ug/L 0036 USGS <186 <400" Satisfactory
EPA Code: NI/A 0-3116-87 69 passed out of 70 reported results.
Fluoranthene ug/L 0036 USGS 351 384 20.4-56.4 Satisfactory
EPA Code: N/A 0-3116-87

74 passed out of 77 reported results.



NEW YORK STATE DEPARTMENT OF HEALTH
'ENVIRONMENTAL LABORATORY APPROVAL PROGRAM

Proficiency Test Report

Lab Id: 11642 USGS NATIONAL WATER QUALITY LABORATORY ShipmentDate  : 23-Jan-2007
POB 25046-MS 407-BLDG 95 Closing Date . 08-Mar-2007
EPA Lab Code: DENVER, CO 80225-0046 Score Date . 28-Mar-2007
CO00009 (303) 236-2000 Revision Date : 28-Mar-2007
Director: MR. MERLE SHOCKEY Revision # 03
ELAP is an A2LA accredited Proficiency Testing Provider. Certificate Number 1785.01
Shipment: 300 Non Potable Water Chemistry
Analyte Name Units Sample Test Prep Result Mean/  Warning Acceptance Score
ID Method Method Target * Limits Limits
Sample: Non Potable Water Base/Neutrals
Hexachlorobenzene ug/L 0036 USGS 133 135 72.1-198 Satisfactory
EPA Code: N/A 0-3116-87 74 passed out of 74 reported results.
Indeno(1,2,3-c,d)pyrene ug/L 0036 USGS 35.0 39.5 11.4-67.5 Satisfactory
EPA Code: N/A 0-3116-87 73 passed out of 76 reported resuits.
Isophorone ug/lL 0036 USGS <06 <300* Satisfactory
EPA Code: N/A 0-3116-87 66 passed out of 67 reported resuits.
Naphthalene ug/L 0036 USGS <032 <300* Satisfactory
EPA Code: N/A 0-3116-87 73 passed out of 75 reported results.
Nitrobenzene ug/L 0036 USGS 118 106 43.3- 169 Satisfactory
EPA Code: N/A 0-3116-87 66 passed out of 67 reported results.
Phenanthrene ug/L 0036 USGS 41.5 47.2 26.3 -68.1 Satisfactory
EPA Code: N/A 0-3116-87 74 passed out of 77 reported results.
Pyrene ug/L 0036 USGS 98.8 85.5 33.5-137 Satisfactory
EPA Code: N/A 0-3116-87 74 passed out of 77 reported results.
Sample: Non Potable Water Oil and Grease
Oil & Grease Total Recoverable * mg/L 0010 EPA 1664A 375 418" 30.2-476 25.8-52.0 Satisfactory
EPA Code: 0104 86 passed out of 90 reported resuits.
Sample: Non Potable Water Organic Nutrients
Kjeldahl Nitrogen, Total ** mg/L 0004 USGS 146 144" 11.1-17.1 9.54-18.6 Satisfactory
EPA Code: 0034 1-4515-91 97 passed out of 97 reported results.
Phosphorus, Total ** mg/L 0004 USGS 2.96 2.86* 2.51-3.27 2.32-3.46 Satisfactory
~ EPA Code: 0035 1-4610-91 115 passed out of 119 reported results.
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Lab Id: 11642 USGS NATIONAL WATER QUALITY LABORATORY
POB 25046-MS 407-BLDG 95
EPA Lab Code: DENVER, CO 80225-0046
CO00009 (303) 236-2000
Director; MR. MERLE SHOCKEY
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Shipment Date  : 23-Jan-2007

Closing Date : 08-Mar-2007
Score Date : 28-Mar-2007
Revision Date : 28-Mar-2007
Revision # 03

ELAP is an A2LA accredited Proficiency Testing Provider. Certificate Number 1785.01

Shipment: 300 Non Potable Water Chemistry
Analyte Name Units Sample Test Prep Result Mean/  Warning Acceptance Score
D Method Method Target* Limits Limits

Sample: Non Potable Water Chlorinated Hydrocarbon Pesticides
4,4-DDE** ug/L 0017 UsGS 4.89 6.90* 4.04-7.95 3.07-8.93 Satisfactory
EPA Code: N/A 0-1126-95 63 passed out of 67 reported resuis.
alpha-BHC ug/L 0017 USGS 12.5 1.8 598-17.6 Satisfactory
EPA Code: N/A 0-1126-95 64 passed out of 67 reported results.
Sample: Non Petéble Water Phenols

Phenols ** mg/L 0009 SM 18 5530 2,736 238 1.67-3.09 1.32-3.44 Satisfactory
EPA Code: NI/A (USGS Only) 59 passed out of 68 reported results.
Sample: Non Potable Water Purgeables

1,1,1-Trichloroethane ** ug/L 0013 USGS <04 <100* Satisfactory
EPA Code: N/A 0-4127-96 94 passed out of 98 reported results.
1,1,2,2-Tetrachloroethane ug/L 0013 USGS 84.5 77.9 44.4 - 112 Satisfactory
EPA Code: NIA 0-4127-96 93 passed out of 96 reported results.
1,1,2-Trichloroethane ug/L 0013 USGS 90.2 83.2 58.0 - 108 Satisfactory
EPA Code: N/A 0-4127-96 91 passed out of 96 reported resuits.
1,1-Dichloroethene ug/L 0013 USGS 59.8 50.8 26.7-74.9 Satisfactory
EPA Code: N/A 0-4127-96 92 passed out of 97 reported resuits.
1,2-Dichloroethane ** ug/L 0013 USGS 36.4 315"~ 252-38.7 21.8-421 Satisfactory
EPA Code: N/A 0-4127-96 91 passed out of 95 reported resuits.
1,2-Dichlorobenzene ** ug/L 0013 USGS 11.6 11.1* 8.40-13.7 7.09-15.0 Satisfactory
EPA Code: N/A 0-4127-96 108 passed out of 114 reported results.
1,2-Dichloropropane ug/L 0013 USGS 16.8 14.9 9.28-206 Satisfactory
EPA Code: N/A 0-4127-96 95 passed out of 96 reported resuits.
1,3-Dichlorobenzene ** ug/L 0013 USGS <04 <8.00" Satisfactory
EPA Code: N/A 0-4127-96 105 passed out of 113 reported resuits.



NEW YORK STATE DEPARTMENT OF HEALTH
ENVIRONMENTAL LABORATORY APPROVAL PROGRAM

Proficiency Test Report

Lab Id: 11642 USGS NATIONAL WATER QUALITY LABORATORY Shipment Date  : 23-Jan-2007
POB 25046-MS 407-BLDG 95 Closing Date : 08-Mar-2007
EPA Lab Code: DENVER, CO 80225-0046 Score Date : 28-Mar-2007
CO00009 (303) 236-2000 Revision Date : 28-Mar-2007
Director: MR. MERLE SHOCKEY Revision # :3
ELAP is an A2LA accredited Proficiency Testing Provider. Certificate Number 1785.01
Shipment: 300 Non Potable Water Chemistry
Analyte Name Units Sample Test Prep Result Mean/  Warning Acceptance Score
ID Method Method Target* Limits Limits
Sample: Non Potable Water Purgeables
1,4-Dichlorobenzene ** ug/L 0013 UsGs 54.8 546 ™ 42.2-63.4 36.9-68.8 Satisfactory
EPA Code: N/A 0-4127-96 111 passed out of 115 reported results.
Benzene ** ug/L 0013 USGS 11.0 103" 7.69-13.0 6.36-14.3 Satisfactory
EPA Code: N/A 0-4127-96 111 passed out of 114 reported results.
Bromodichloromethane ** ug/l 0013 USGS 57.7 57.2* 46.6 - 71.1 404-77.2 Satisfactory
EPA Code: NIA 0-4127-96 94 passed out of 96 reported results.
Bromoform ** ug/L 0013 USGS 17.7 17.3* 12.1-21.0 9.90-23.2 Satisfactory
EPA Code: N/A 0-4127-96 92 passed out of 96 reported resuits.
Carbon tetrachloride ** ug/L 0013 USGS 102 95.0* 64.5-116 51.6-129 Satisfactory
EPA Code: N/A 0-4127-96 93 passed out of 95 reported results.
Trichlorofluoromethane ug/L 0013 USGS <08 <200* Satisfactory
EPA Code: N/A 0-4127-96 90 passed out of 92 reported results.
Chlorobenzene ** ug/L 0013 USGS 39.9 40.0* 324-46.8 28.8-50.3 Satisfactory
EPA Code: N/A 0-4127-96 107 passed out of 108 reported resuits.
Dibromochloromethane ** ug/L 0013 USGS <12 <11.0* Satisfactory
EPA Code: N/A 0-4127-96 93 passed out of 95 reported results.
Chloroethane ug/L 0013 USGS 54.2 448" 17.9-71.7 Satisfactory
EPA Code: N/A 0-4127-96 89 passed out of 94 reporied results.
Chloroform ** ug/L 0013 USGS 258 225* 17.9-275 15.4-30.0 Satisfactory
EPA Code: NIA 0-4127-96 94 passed out of 97 reported resuits.
Ethyl benzene ** ug/L 0013 USGS 74.2 72.8* 57.3-853 50.3-923 Satisfactory
~ EPA Code: N/A 0-4127-96 110 passed out of 113 reported resuits.
Methylene chloride ** ug/L 0013 USGS 127 106 * 78.6-133 65.1 - 146 Satisfactory
EPA Code: NIA 0-4127-96

95 passed out of 97 reported resuits.
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Non Potable Water Chemistry

Analyte Name Units Sample Test Prep Result Mean/  Warning Acceptance Score

ID Method Method Target * Limits Limits
Sample: Non Potable Water Purgeables
trans-1,3-Dichloropropene ug/L 0013 USGS 47.7 50.1 32.2-68.0 Satisfactory
EPA Code: N/A 0-4127-96 90 passed out of 95 reported resuits.
Tetrachloroethene ** ug/L 0013 USGS 134 128~ 88.9-151 73.3-167 Satisfactory
EPA Code: NI/A 0-4127-96 98 passed out of 99 reported results.
Toluene ** ug/L 0013 USGS <0.18 <7.00* Satisfactory
EPA Code: NI/A 0-4127-96 108 passed out of 115 reported results.
Trichloroethene ** ug/L 0013 USGS 17.8 16.6* 12.5-206 10.4-226 Satisfactory
EPA Code: N/A 0-4127-96 94 passed out of 100 reported results.
Total Xylenes ug/L 0013 USGS 446 39.1 22.1-56.0 ‘Satisfactory
EPA Code: N/A 0-4127-96 : 103 passed out of 111 reported resuits.
Vinyl chloride ug/L 0013 USGS 73.2 68.2* 27.3-109 Satisfactory
EPA Code: NI/A 0-4127-96 95 passed out of 95 reported resuits.
Sample: Non Potable Water Residue
Solids, Total mg/L 0002 USGS 532 539 493 - 585 Satisfactory
EPA Code: N/A -3750-85 92 passed out of 103 reported resuits.
Sample: Non Potable Water Total Dissolved Solids
Solids, Total Dissolved ** mg/L 0040 USGS 478 487 * 404 - 552 367 - 589 Satisfactory
EPA Code: NI/A 1-1750-85

99 passed out of 103 reported results.



