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Closing Date 
Score Date 
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USGS NATIONAL WATER QUALITY LABORATORY
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Shipment: 315           Non Potable Water Chemistry

Analyte Name Units
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Warning
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Limits

Score  Prep
Method

Sample: Non Potable Water Demand

EPA Code: 0036 77 passed out of 82 reported results.

142 149 * 123 - 161 114 - 171 SatisfactoryChemical Oxygen Demand ** mg/L 1501 USGS
I-3561-85

EPA Code: N/A 44 passed out of 47 reported results.

60.6 58.8 * 52.2 - 64.6 49.1 - 67.7 SatisfactoryOrganic Carbon, Total ** mg/L 1501 USGS
O-3100-83

Sample: Non Potable Water Chlorophenoxy Acid Pesticides (Herbicides)

EPA Code: N/A 38 passed out of 38 reported results.

7.20 6.66 .80 - 12.8 Satisfactory2,4-D ug/L 1518 USGS
O-2060-01

EPA Code: N/A 26 passed out of 26 reported results.

7.03 6.30 0.735 - 11.9 SatisfactoryDicamba ug/L 1518 USGS
O-2060-01

Sample: Non Potable Water Inorganic Nutrients

EPA Code: N/A 119 passed out of 122 reported results.

11.8 11.8 * 9.75 - 13.7 8.76 - 14.7 SatisfactoryAmmonia (as N) ** mg/L 1507 USGS
I-2522-90

EPA Code: N/A 110 passed out of 115 reported results.

2.28 2.37 * 2.02 - 2.71 1.84 - 2.88 SatisfactoryNitrate (as N) ** mg/L 1507 USGS
I-2545-90

EPA Code: N/A 98 passed out of 101 reported results.

4.08 3.95 * 3.49 - 4.44 3.25 - 4.68 SatisfactoryOrthophosphate (as P) ** mg/L 1507 USGS
I-2601-90

Sample: Non Potable Water Surfactants

EPA Code: N/A 37 passed out of 41 reported results.

0.457 0.549 0.323 - 0.774 SatisfactorySurfactants (as MBAS) mg/L 1543 USGS
O-3128-95

Sample: Non Potable Water Metals I and II

EPA Code: N/A 127 passed out of 138 reported results.

221 223 * 202 - 245 191 - 256 SatisfactorySilver, Total ** ug/L 1511A USGS
I-4472-97

EPA Code: N/A 127 passed out of 138 reported results.

227 223 * 202 - 245 191 - 256 SatisfactorySilver, Total ** ug/L 1511A USGS
I-4471-97
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USGS NATIONAL WATER QUALITY LABORATORY
POB 25046-MS 407-BLDG 95
DENVER, CO  80225-0046
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Director:  MR. MERLE SHOCKEY

Shipment: 315           Non Potable Water Chemistry
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ELAP is an A2LA accredited Proficiency Testing Provider.  Certificate Number 1785.01
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Sample: Non Potable Water Metals I and II

EPA Code: N/A 96 passed out of 104 reported results.

1220 1250 * 1090 - 1400 1010 - 1470 SatisfactoryAluminum, Total ** ug/L 1511A USGS
I-4471-97

EPA Code: N/A 96 passed out of 104 reported results.

1260 1250 * 1090 - 1400 1010 - 1470 SatisfactoryAluminum, Total ** ug/L 1511A USGS
I-4472-97

EPA Code: N/A 137 passed out of 143 reported results.

660 665 * 595 - 742 559 - 778 SatisfactoryArsenic, Total ** ug/L 1511A USGS
I-4020-05

EPA Code: 0237 117 passed out of 120 reported results.

699 709 617 - 802 SatisfactoryBarium, Total ug/L 1511A USGS
I-4472-97

EPA Code: 0237 117 passed out of 120 reported results.

711 709 617 - 802 SatisfactoryBarium, Total ug/L 1511A USGS
I-4471-97

EPA Code: N/A 112 passed out of 116 reported results.

673 690 * 619 - 747 587 - 779 SatisfactoryBeryllium, Total ** ug/L 1511A USGS
I-4472-97

EPA Code: N/A 112 passed out of 116 reported results.

673 690 * 619 - 747 587 - 779 SatisfactoryBeryllium, Total ** ug/L 1511A USGS
I-4471-97

EPA Code: N/A 51 passed out of 53 reported results.

1190 1110 921 - 1310 SatisfactoryBoron, Total ug/L 1511A USGS
I-4472-97

EPA Code: N/A 148 passed out of 152 reported results.

300 311 * 280 - 339 265 - 354 SatisfactoryCadmium, Total ** ug/L 1511A USGS
I-4471-97

EPA Code: N/A 148 passed out of 152 reported results.

314 311 * 280 - 339 265 - 354 SatisfactoryCadmium, Total ** ug/L 1511A USGS
I-4472-97

EPA Code: N/A 89 passed out of 95 reported results.

890 887 * 816 - 958 780 - 993 SatisfactoryCobalt, Total ** ug/L 1511A USGS
I-4020-05

EPA Code: N/A 89 passed out of 95 reported results.

887 887 * 816 - 958 780 - 993 SatisfactoryCobalt, Total ** ug/L 1511A USGS
I-4471-97
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Sample: Non Potable Water Metals I and II

EPA Code: N/A 133 passed out of 141 reported results.

77.8 77.8 * 69.5 - 85.8 65.5 - 89.9 SatisfactoryChromium, Total ** ug/L 1511A USGS
I-4020-05

EPA Code: N/A 133 passed out of 147 reported results.

555 556 * 522 - 593 505 - 611 SatisfactoryCopper, Total ** ug/L 1511A USGS
I-4020-05

EPA Code: N/A 133 passed out of 147 reported results.

530 556 * 522 - 593 505 - 611 SatisfactoryCopper, Total ** ug/L 1511A USGS
I-4471-97

EPA Code: N/A 91 passed out of 96 reported results.

1160 1120 * 1040 - 1220 990 - 1260 SatisfactoryIron, Total ** ug/L 1511A USGS
I-4471-97

EPA Code: N/A 115 passed out of 121 reported results.

654 669 * 624 - 719 600 - 743 SatisfactoryManganese, Total ** ug/L 1511A USGS
I-4471-97

EPA Code: N/A 115 passed out of 121 reported results.

674 669 * 624 - 719 600 - 743 SatisfactoryManganese, Total ** ug/L 1511A USGS
I-4472-97

EPA Code: N/A 132 passed out of 140 reported results.

1440 1430 * 1350 - 1550 1300 - 1600 SatisfactoryNickel, Total ** ug/L 1511A USGS
I-4471-97

EPA Code: N/A 132 passed out of 140 reported results.

1430 1430 * 1350 - 1550 1300 - 1600 SatisfactoryNickel, Total ** ug/L 1511A USGS
I-4020-05

EPA Code: N/A 157 passed out of 172 reported results.

2430 2480 * 2280 - 2670 2190 - 2760 SatisfactoryLead, Total ** ug/L 1511A USGS
I-4472-97

EPA Code: N/A 115 passed out of 123 reported results.

565 587 * 461 - 657 412 - 706 SatisfactoryAntimony, Total ** ug/L 1511A USGS
I-4472-97

EPA Code: N/A 135 passed out of 140 reported results.

1580 1570 * 1340 - 1720 1250 - 1820 SatisfactorySelenium, Total ** ug/L 1511A USGS
I-4020-05

EPA Code: N/A 39 passed out of 41 reported results.

155 156 * 142 - 171 134 - 178 SatisfactoryStrontium, Total ** ug/L 1511A USGS
I-4472-97
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Sample: Non Potable Water Metals I and II

EPA Code: N/A 115 passed out of 122 reported results.

146 144 * 110 - 173 94.1 - 189 SatisfactoryThallium, Total ** ug/L 1511A USGS
I-4472-97

EPA Code: N/A 98 passed out of 101 reported results.

973 987 * 905 - 1060 865 - 1100 SatisfactoryVanadium, Total ** ug/L 1511A USGS
I-4020-05

EPA Code: N/A 98 passed out of 101 reported results.

973 987 * 905 - 1060 865 - 1100 SatisfactoryVanadium, Total ** ug/L 1511A USGS
I-4471-97

EPA Code: N/A 126 passed out of 135 reported results.

582 565 * 512 - 624 485 - 651 SatisfactoryZinc, Total ** ug/L 1511A USGS
I-4020-05

EPA Code: N/A 126 passed out of 135 reported results.

566 565 * 512 - 624 485 - 651 SatisfactoryZinc, Total ** ug/L 1511A USGS
I-4471-97

Sample: Non Potable Water Metals III

EPA Code: N/A 95 passed out of 103 reported results.

8.68 8.72 * 6.46 - 10.8 5.37 - 11.9 SatisfactoryMercury, Total ** ug/L 1511B USGS
I-4464-01

EPA Code: N/A 94 passed out of 100 reported results.

493 501 * 450 - 547 425 - 572 SatisfactoryMolybdenum, Total ** ug/L 1511B USGS
I-4471-97

EPA Code: N/A 94 passed out of 100 reported results.

500 501 * 450 - 547 425 - 572 SatisfactoryMolybdenum, Total ** ug/L 1511B USGS
I-4472-97

Sample: Non Potable Water Minerals

EPA Code: N/A 114 passed out of 117 reported results.

86.9 88.7 * 80.3 - 97.2 76.1 - 101 SatisfactoryChloride ** mg/L 1508 USGS
I-2057-85

EPA Code: N/A 86 passed out of 92 reported results.

61.0 64.5 * 56.6 - 70.6 53.1 - 74.1 SatisfactorySulfate (as SO4) ** mg/L 1508 USGS
I-2057-85
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Sample: Non Potable Water Minerals II

EPA Code: N/A 64 passed out of 80 reported results.

89.4 89.4 * 83.6 - 97.6 80.1 - 101 SatisfactoryCalcium, Total ** mg/L 1537 USGS
I-4471-97

EPA Code: N/A 67 passed out of 77 reported results.

25.1 25.6 * 22.7 - 28.9 21.1 - 30.5 SatisfactoryPotassium, Total ** mg/L 1537 SM 18-20
3120B (99)

EPA Code: N/A 78 passed out of 84 reported results.

21.2 22.0 * 19.9 - 24.2 18.8 - 25.3 SatisfactoryMagnesium, Total ** mg/L 1537 USGS
I-4471-97

EPA Code: N/A 79 passed out of 83 reported results.

46.1 47.6 * 42.8 - 52.3 40.4 - 54.7 SatisfactorySodium, Total ** mg/L 1537 USGS
I-4471-97

Sample: Non Potable Water Nitrosamines

EPA Code: N/A 59 passed out of 59 reported results.

112 59.5 13.8 - 162 SatisfactoryN-Nitrosodimethylamine ug/L 1514 USGS
O-3116-87

EPA Code: N/A 65 passed out of 65 reported results.

59.6 54.6 18.5 - 90.7 SatisfactoryN-Nitrosodi-n-propylamine ug/L 1514 USGS
O-3116-87

Sample: Non Potable Water Organic Nutrients

EPA Code: 0034 86 passed out of 87 reported results.

17.1 16.8 * 12.9 - 19.9 11.1 - 21.7 SatisfactoryKjeldahl Nitrogen, Total ** mg/L 1504 USGS
I-4515-91

EPA Code: 0035 100 passed out of 108 reported results.

4.10 3.99 * 3.51 - 4.52 3.26 - 4.78 SatisfactoryPhosphorus, Total ** mg/L 1504 USGS
I-4610-91

Sample: Non Potable Water Chlorinated Hydrocarbon Pesticides

EPA Code: N/A 62 passed out of 64 reported results.

5.44 7.16 * 4.20 - 8.24 3.18 - 9.25 Satisfactory4,4-DDE ** ug/L 1517 USGS
O-1126-95

EPA Code: N/A 61 passed out of 64 reported results.

6.84 7.15 3.48 - 10.8 Satisfactoryalpha-BHC ug/L 1517 USGS
O-1126-95
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Sample: Non Potable Water Phenols

EPA Code: N/A 63 passed out of 64 reported results.

2.206 2.19 1.73 - 3.20 1.37 - 4.10 SatisfactoryPhenols ** mg/L 1509 SM 18 5530
(USGS Only)

Sample: Non Potable Water Residue

EPA Code: N/A 88 passed out of 96 reported results.

271 284 246 - 322 SatisfactorySolids, Total mg/L 1502 USGS
I-3750-85

Sample: Non Potable Water Total Dissolved Solids

EPA Code: N/A 89 passed out of 92 reported results.

350 35.37 * 293 - 407 265 - 435 SatisfactorySolids, Total Dissolved ** mg/L 1540 USGS
I-1750-85
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USGS NATIONAL WATER QUALITY LABORATORY
POB 25046-MS 407-BLDG 95
DENVER, CO  80225-0046
(303) 236-2000
Director:  MR. MERLE SHOCKEY

Shipment: 315A          Non Potable Water Chemistry
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ELAP is an A2LA accredited Proficiency Testing Provider.  Certificate Number 1785.01
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Sample: Non Potable Water Acid extractables

EPA Code: N/A 68 passed out of 68 reported results.

155 125 51.2 - 199 Satisfactory2,4,6-Trichlorophenol ug/L 1535 USGS
O-3116-87

EPA Code: N/A 67 passed out of 68 reported results.

130 106 44.7 - 168 Satisfactory2,4-Dichlorophenol ug/L 1535 USGS
O-3116-87

EPA Code: N/A 68 passed out of 68 reported results.

103 90.8 25.6 - 156 Satisfactory2,4-Dimethylphenol ug/L 1535 USGS
O-3116-87

EPA Code: N/A 67 passed out of 67 reported results.

101 62.1 12.0 - 172 Satisfactory2,4-Dinitrophenol ug/L 1535 USGS
O-3116-87

EPA Code: N/A 68 passed out of 68 reported results.

44.1 37.6 15.2 - 59.9 Satisfactory2-Chlorophenol ug/L 1535 USGS
O-3116-87

EPA Code: N/A 68 passed out of 68 reported results.

116 93.4 29.1 - 158 Satisfactory2-Nitrophenol ug/L 1535 USGS
O-3116-87

EPA Code: N/A 67 passed out of 68 reported results.

99.4 87.8 40.7 - 135 Satisfactory4-Chloro-3-methylphenol ug/L 1535 USGS
O-3116-87

EPA Code: N/A 68 passed out of 68 reported results.

123 57.4 17.0 - 233 SatisfactoryPhenol ug/L 1535 USGS
O-3116-87

Sample: Non Potable Water Base/Neutrals

EPA Code: N/A 68 passed out of 69 reported results.

59.5 46.5 13.3 - 79.7 Satisfactory1,2,4-Trichlorobenzene ug/L 1536 USGS
O-3116-87

EPA Code: N/A 64 passed out of 65 reported results.

127 88.4 41.0 - 136 Satisfactory2,4-Dinitrotoluene ug/L 1536 USGS
O-3116-87

EPA Code: N/A 64 passed out of 65 reported results.

168 130 65.5 - 195 Satisfactory2,6-Dinitrotoluene ug/L 1536 USGS
O-3116-87
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Sample: Non Potable Water Base/Neutrals

EPA Code: N/A 66 passed out of 66 reported results.

166 127 51.9 - 202 Satisfactory2-Chloronaphthalene ug/L 1536 USGS
O-3116-87

EPA Code: N/A 65 passed out of 65 reported results.

81.9 66.7 30.8 - 103 Satisfactory4-Chlorophenylphenyl ether ug/L 1536 USGS
O-3116-87

EPA Code: N/A 64 passed out of 64 reported results.

32.3 29.4 12.3 - 46.6 Satisfactory4-Bromophenylphenyl ether ug/L 1536 USGS
O-3116-87

EPA Code: N/A 70 passed out of 70 reported results.

64.6 50.7 25.6 - 75.7 SatisfactoryAcenaphthene ug/L 1536 USGS
O-3116-87

EPA Code: N/A 69 passed out of 70 reported results.

74.3 65.6 33.2 - 98.1 SatisfactoryAnthracene ug/L 1536 USGS
O-3116-87

EPA Code: N/A 69 passed out of 69 reported results.

161 142 71.3 - 213 SatisfactoryAcenaphthylene ug/L 1536 USGS
O-3116-87

EPA Code: N/A 63 passed out of 65 reported results.

44.1 36.5 13.8 - 59.3 SatisfactoryBis(2-chloroethyl)ether ug/L 1536 USGS
O-3116-87

EPA Code: N/A 65 passed out of 65 reported results.

79.0 64.7 32.1 - 97.3 SatisfactoryBis(2-chloroethoxy)methane ug/L 1536 USGS
O-3116-87

EPA Code: N/A 63 passed out of 63 reported results.

57.4 44.7 15.8 - 73.5 SatisfactoryBis(2-chloroisopropyl)ether ug/L 1536 USGS
O-3116-87

EPA Code: N/A 68 passed out of 69 reported results.

108 88.3 31.3 - 145 SatisfactoryBis(2-ethylhexyl)phthalate ug/L 1536 USGS
O-3116-87

EPA Code: N/A 65 passed out of 69 reported results.

18.6 15.5 7.55 - 23.4 SatisfactoryBenzo(a)anthracene ug/L 1536 USGS
O-3116-87

EPA Code: N/A 70 passed out of 70 reported results.

123 94.3 35.9 - 153 SatisfactoryBenzo(a)pyrene ug/L 1536 USGS
O-3116-87
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Sample: Non Potable Water Base/Neutrals

EPA Code: N/A 70 passed out of 70 reported results.

90.2 77.3 34.3 - 120 SatisfactoryBenzo(b)fluoranthene ug/L 1536 USGS
O-3116-87

EPA Code: N/A 69 passed out of 69 reported results.

140 119 55.6 - 182 SatisfactoryBenzo(g,h,i)perylene ug/L 1536 USGS
O-3116-87

EPA Code: N/A 70 passed out of 70 reported results.

91.0 77.1 22.7 - 131 SatisfactoryBenzo(k)fluoranthene ug/L 1536 USGS
O-3116-87

EPA Code: N/A 68 passed out of 69 reported results.

174 132 34.2 - 229 SatisfactoryBenzyl butyl phthalate ug/L 1536 USGS
O-3116-87

EPA Code: N/A 63 passed out of 70 reported results.

< 0.33 < 10.0 * SatisfactoryChrysene ug/L 1536 USGS
O-3116-87

EPA Code: N/A 68 passed out of 69 reported results.

59.8 49.9 16.3 - 83.5 SatisfactoryDibenzo(a,h)anthracene ug/L 1536 USGS
O-3116-87

EPA Code: N/A 68 passed out of 69 reported results.

130 97.9 39.3 - 157 SatisfactoryDi-n-butyl phthalate ug/L 1536 USGS
O-3116-87

EPA Code: N/A 67 passed out of 69 reported results.

108 76.7 17.6 - 136 SatisfactoryDiethyl phthalate ug/L 1536 USGS
O-3116-87

EPA Code: N/A 65 passed out of 69 reported results.

140 88.5 13.0 - 191 SatisfactoryDimethyl phthalate ug/L 1536 USGS
O-3116-87

EPA Code: N/A 69 passed out of 69 reported results.

163 130 29.8 - 230 SatisfactoryDi-n-octyl phthalate ug/L 1536 USGS
O-3116-87

EPA Code: N/A 70 passed out of 70 reported results.

176 133 71.9 - 195 SatisfactoryFluoranthene ug/L 1536 USGS
O-3116-87

EPA Code: N/A 71 passed out of 71 reported results.

65.6 56.9 29.1 - 84.7 SatisfactoryHexachlorobenzene ug/L 1536 USGS
O-3116-87
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Sample: Non Potable Water Base/Neutrals

EPA Code: N/A 68 passed out of 70 reported results.

88.9 74.8 27.6 - 122 SatisfactoryIndeno(1,2,3-c,d)pyrene ug/L 1536 USGS
O-3116-87

EPA Code: N/A 61 passed out of 63 reported results.

< 0.40 < 30.0 * SatisfactoryIsophorone ug/L 1536 USGS
O-3116-87

EPA Code: N/A 68 passed out of 68 reported results.

145 103 36.9 - 168 SatisfactoryNaphthalene ug/L 1536 USGS
O-3116-87

EPA Code: N/A 65 passed out of 65 reported results.

83.7 68.4 28.0 - 109 SatisfactoryNitrobenzene ug/L 1536 USGS
O-3116-87

EPA Code: N/A 70 passed out of 70 reported results.

79.9 66.9 37.2 - 96.6 SatisfactoryPhenanthrene ug/L 1536 USGS
O-3116-87

EPA Code: N/A 66 passed out of 70 reported results.

< 0.35 < 30.0 * SatisfactoryPyrene ug/L 1536 USGS
O-3116-87

Sample: Non Potable Water Purgeables

EPA Code: N/A 84 passed out of 86 reported results.

28.9 25.6 * 19.2 - 31.3 16.1 - 34.3 Satisfactory1,1,1-Trichloroethane ** ug/L 1513 USGS
O-4127-96

EPA Code: N/A 80 passed out of 83 reported results.

30.8 29.6 15.2 - 43.9 Satisfactory1,1,2,2-Tetrachloroethane ug/L 1513 USGS
O-4127-96

EPA Code: N/A 79 passed out of 83 reported results.

130 105 73.3 - 137 Satisfactory1,1,2-Trichloroethane ug/L 1513 USGS
O-4127-96

EPA Code: N/A 84 passed out of 85 reported results.

53.9 50.4 33.6 - 67.2 Satisfactory1,1-Dichloroethane ug/L 1513 USGS
O-4127-96

EPA Code: N/A 85 passed out of 86 reported results.

22.7 23.7 12.6 - 34.8 Satisfactory1,1-Dichloroethene ug/L 1513 USGS
O-4127-96
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Sample: Non Potable Water Purgeables

EPA Code: N/A 83 passed out of 84 reported results.

< 0.6 < 10.0 * Satisfactory1,2-Dichloroethane ** ug/L 1513 USGS
O-4127-96

EPA Code: N/A 92 passed out of 99 reported results.

26.5 26.3 * 20.6 - 31.8 17.8 - 34.5 Satisfactory1,2-Dichlorobenzene ** ug/L 1513 USGS
O-4127-96

EPA Code: N/A 79 passed out of 83 reported results.

143 118 79.2 - 157 Satisfactory1,2-Dichloropropane ug/L 1513 USGS
O-4127-96

EPA Code: N/A 92 passed out of 98 reported results.

11.0 12.2 * 8.91 - 14.7 7.46 - 16.2 Satisfactory1,3-Dichlorobenzene ** ug/L 1513 USGS
O-4127-96

EPA Code: N/A 93 passed out of 100 reported results.

42.7 44.4 * 34.3 - 51.8 29.9 - 56.2 Satisfactory1,4-Dichlorobenzene ** ug/L 1513 USGS
O-4127-96

EPA Code: N/A 95 passed out of 101 reported results.

36.5 35.0 * 28.1 - 41.7 24.8 - 45.1 SatisfactoryBenzene ** ug/L 1513 USGS
O-4127-96

EPA Code: N/A 79 passed out of 84 reported results.

78.7 76.7 * 62.6 - 95.4 54.4 - 104 SatisfactoryBromodichloromethane ** ug/L 1513 USGS
O-4127-96

EPA Code: N/A 77 passed out of 84 reported results.

44.7 47.0 * 35.6 - 58.8 29.8 - 64.6 SatisfactoryBromoform ** ug/L 1513 USGS
O-4127-96

EPA Code: N/A 75 passed out of 84 reported results.

90.5 95.1 * 66.6 - 124 Satisfactorycis-1,3-Dichloropropene ug/L 1513 USGS
O-4127-96

EPA Code: N/A 80 passed out of 84 reported results.

18.4 16.8 * 12.0 - 21.1 9.70 - 23.4 SatisfactoryCarbon tetrachloride ** ug/L 1513 USGS
O-4127-96

EPA Code: N/A 76 passed out of 78 reported results.

39.3 37.4 * 15.0 - 59.8 SatisfactoryTrichlorofluoromethane ug/L 1513 USGS
O-4127-96

EPA Code: N/A 96 passed out of 97 reported results.

< 0.2 < 10.0 * SatisfactoryChlorobenzene ** ug/L 1513 USGS
O-4127-96
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Sample: Non Potable Water Purgeables

EPA Code: N/A 81 passed out of 83 reported results.

24.4 23.7 * 18.5 - 28.8 15.9 - 31.4 SatisfactoryDibromochloromethane ** ug/L 1513 USGS
O-4127-96

EPA Code: N/A 83 passed out of 84 reported results.

62.1 53.3 * 21.3 - 85.3 SatisfactoryChloroethane ug/L 1513 USGS
O-4127-96

EPA Code: N/A 81 passed out of 84 reported results.

71.4 61.2 * 48.4 - 72.7 42.3 - 78.8 SatisfactoryChloroform ** ug/L 1513 USGS
O-4127-96

EPA Code: N/A 94 passed out of 101 reported results.

17.6 17.6 * 13.7 - 21.2 11.8 - 23.1 SatisfactoryEthyl benzene ** ug/L 1513 USGS
O-4127-96

EPA Code: N/A 82 passed out of 86 reported results.

< 0.4 < 10.0 * SatisfactoryMethylene chloride ** ug/L 1513 USGS
O-4127-96

EPA Code: N/A 78 passed out of 84 reported results.

48.0 54.6 35.1 - 74.0 Satisfactorytrans-1,3-Dichloropropene ug/L 1513 USGS
O-4127-96

EPA Code: N/A 86 passed out of 88 reported results.

44.4 44.5 * 30.1 - 52.7 24.5 - 58.3 SatisfactoryTetrachloroethene ** ug/L 1513 USGS
O-4127-96

EPA Code: N/A 92 passed out of 102 reported results.

13.4 12.3 * 9.86 - 14.9 8.60 - 16.2 SatisfactoryToluene ** ug/L 1513 USGS
O-4127-96

EPA Code: N/A 86 passed out of 89 reported results.

17.3 16.6 * 12.5 - 20.6 10.4 - 22.6 SatisfactoryTrichloroethene ** ug/L 1513 USGS
O-4127-96

EPA Code: N/A 92 passed out of 99 reported results.

255 217 131 - 303 SatisfactoryTotal Xylenes ug/L 1513 USGS
O-4127-96

EPA Code: N/A 83 passed out of 86 reported results.

49.1 47.9 * 19.2 - 76.6 SatisfactoryVinyl chloride ug/L 1513 USGS
O-4127-96
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